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WARRANTY 

All Tektronix instruments are warranted 
against defective materials and workman- 
ship for one year, Tektronix transformers, 
manufactured in our plant, are warranted 
for the life of the instrument. 

Any questions with respect to the war- 
ranty mentioned above should be taken 
up with your Tektronix Field Engineer. ' 

Tektronix repair and replacement-part 
service is geared directly to the field, 
therefore all requests for repairs and re- 
placement parts should be directed to the 
Tektronix Field Office or representative 
in your area. This procedure will assure 
you the fastest possible service. Please 
include the instrument Type and Serial or 
Model Number with all requests far parts 
or service. 




Specifications and price change privi- 
leges reserved. 

Copyright ® 1968 by Tektronix, Inc., 
Beaverton, Oregon. Printed in the United 
States of America. All rights reserved. 
Contents of this publication may not be 
reproduced in any form without permis- 
sion of the copyright owner. 
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Type S-2 



SECTION 1 

TYPE S-2 SPECIFICATION 

Change information, if any, affecting this section will be found at the 
rear of the manual. 



General Information 

The Type S-2 Sampling Head is a 50 input, 50 ps rise- 
time, plug-in preamplifier for use in some Tektronix 3S-series 
sampling units, usch as the Type 3S2 Sampling Unit. Input 
characteristics of the sampling system are controlled by the 
type of sampling head in use. 

The Type S-2 can be installed directly into the Type 3S2, 
or used remotely on an optional 3 foot or 6 foot extender 
cable. Vertical deflection factor of the sampling system is 
labeled at the top of the Type S-2 as mVOLTS/DIV; the label 
refers to the sampling unit Units/Div switch that is directly 
above the head. 

A portion of the input signal is provided to the Type 3S2 
Sampling Unit for externally triggering a Type 3T2 Random 
Sampling Sweep. The Type 3S2 allows selection of the trigger 
pickoff signal from the Channel A or Channel B sampling 
head. The selected trigger pickoff signal is returned to the 
Type 3S2 front panel at the Trig Out connector. The trigger 
pickoff signal is useful with any sampling sweep unit for 
repetitive signals where the triggering event does not have 
to be displayed. (Only the Type 3T2 random process sampling 



allows the triggering event to be displayed when using the 
sampling head trigger pickoff signal. 

Digital Unit Program Connections 

The Type S-2 contains connections at its rear that program 
both the decimal and the units lamps of a Type 230 Digital 
Unit. The S-1 digital control connections pass through the 
Units/Div switch of either the Type 3S5 or Type 3S6 Program- 
mable Sampling Unit, and through the Type 568 Oscilloscope 
to the Type 230 Digital Unit. 

ELECTRICAL CHARACTERISTICS 

The following characteristics apply over an ambient tem- 
perature range of 0° C to -f50° C. These characteristics 
apply only after the Type S-2 has been properly mated to the 
sampling unit and indicator oscilloscope, and after suf- 
ficient warmup time. For the particular system warmup re- 
quirements, refer to the related amplifier and indicator oscillo- 
scope instruction manual. (A 5 minute warmup time is required 
for Type 3S2 — 3T2). A procedure tor mating the Type S-2 to 
the vertical amplifier can be found in the Operating Instruc- 
tions section of this manual. 



ELECTRICAL CHARACTERISTICS 



Characteristics 


Performance Requirement 


Supplemental Information 


Input Resistance 


50 f2 within 1% 


Measured at DC 


Dot Response 


Adjustable in the sampling unit to unity 
for signals up to 200 mV P-P; when the plus 
dot response is adjusted to unity, the minus 
dot response will be within 5% of unity 
and vice versa. 




Operating Input Voltage Range 


+ 1 V to —1 V with <f V P-P signals. Step 
signals greater than 200 mV require more 
than one dot to display 100% of the step 
transition. 




Maximum Input Voltage 


±5 VDC or sine wave of 10 V P-P up to 
10 MHz. 




Transient Response 
Risetime 


50 ps or less, 10% to 90%. 




Pulse Flatness Deviation 


< +5% and —5%, in the first 2.5 ns after 
the step pulse reaches 50%. 


Applies when the step pulse is Tektronix 
Type 284 Pulse Output signal through a 
20 cm airline. 


< + and — 2% after the first 2.5 ns. 


Displayed Noise 


10 mV or less, tangential noise. 




Trace Baseline Vertical Shift with 
Trigger Repetition Rate Change. 


10 mV or less for trigger rate change from 
30 Hz to 50 kHz. 
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SECTION 2 

OPERATING INSTRUCTIONS 



Type S-2 



Change information, if any, affecting this section will be found at the 
rear of the manual. 



General Information 

This secMon provides the bosic information required for 
operation of the Type S-2 Sampling Head, including instollo 
tion and First Time Operation. 

The Type S-2 completes the circuitry of some Tektronix 
sampling units, ond controls the input chaiacteiistics of the 
vortical channel by providing the Strobe Generotor, Sampling 
Bridge, and Preamplifier circuits. Such a sampling unit is 
the Type 3S2, using one or two S-series sampling heods A 
Type 3S2 and o sampling sweep unit plugged into an indi- 
cator oscilloscope completes the sampling system. A choice 
of real or equivalent lime sampling is provided by the type 
of the sweep unit used 

A 50 IJ input resistance ollows the use of 50 attenuators 
and probes for operation over a wide range of signal volt- 
ages. 

A portion of the input signol is provided to the somplmg 
unit. In the Type 3S2, this signol is selected from Channel A 
or B, and returned to the front panel Trig Out connector 
for externol triggering or somplmg sweep units 

Insfalling the Type S-2 Sampling Head 

Fig 2-1 shows the Type S 2 partiolly instolled into u Type 
3S2 Sampling Unit with Typo 561 A Oscilloscope ond Type 
3T2 Random Somplmg Sweep. The sampling heod (or hcodsl 
con be plugged into the sompling unit os shown, or used 
remotely on a special extender cable. Throe and six loot 
extender cobles arc availoble. Order the three foot extender 
coble by Tektronix Port No 012 0124 00, or the six loot 
extender cable by Tektronix Part No. 012-0125 00. Contact 
your local Tektronix Field Engineer or Representotive lor 
price and ovoilability of these optional accessories 

To insert the Type S-2 into the right or left hand comport- 
ments of the sompling unit, proceed as follows: 

1 Pull the latch knob (Fig. 2-1 1 outward from the front 
panel (the latch knob will push out normally when the unit 
is inserted if the knob is left free to move). 

2. Insert the Type S-2 slowly into the comportment, so the 
two plastic guides in the comportment engage the S-2. 

3. Push the Typo S 2 completely into the compartment. 

4. Push the latch knob to lock the S-2 in place. 

To remove the Type S-2 from the comportment, pull the 
latch knob away from the front panel, then pull the unit 
from the compartment. 




Fig. 3-t tnilotlallen Intormolion. 



To use the Type S-2 on un exlondcr coble, instoll os 
follows: 

1. Pull the lotch knob locoted on the hood end of the 
extender cable outward from the panel (the latch knob 
will push out normally when the extender is inserted if the 
knob is free to move). 

2. Insert the extender coble head end slowly into the 
desired comportment in the sompling unit so Ihe two plastic 
guides m the compartment engage the unit, 

3. Push the head completely m'o the comportment. 

4. Push the lotch knob »o lock the extender coble head 
end in place. 

5. Connect the Type S-2 to the other end of the extender 
coble in a similar manner, and set the lotch knob to hold 
it in place. 

6. To remove the Type S-2 from the extender coble, pull 
Ihe lotch knob on Ihe front panel of Ihe Type S-2, and remove 
the unit from the extender cable. 

7. To remove the extender coble head from the sompling 
uni* comportment, pull the latch knob outward from the 
front of Ihe panel, then pull the unit free. 






2-1 



http://manoman.sqhill.com 




Operating Instructions — Type S-2 



Mating 

The vertical deflection factor labeled by the Type S-2, and 
the sampling system loop balance (adjusted by the Bridge 
Bal control) must be considered when mating a Type S-2 
with a sampling unit. 

The mVOLTS/DIV label on the Type S-2 names the deflec- 
tion factor units of the sampling unit Units/Div switch 
located directly above the label. For example, with the Type 
S-1 installed in a Type 3S2 and the Units/Div switch set at 
100, each major division of CRT deflection corresponds to 
100 millivolts of input signal (when the Variable control is 
in the Cal position). The deflection factor is mated to the 
indicator oscilloscope CRT by adjusting the sampling unit 
Gain control while the Type S-2 is in Channel B. Refer to the 
sampling unit manual for its Gain adjustment. Power supplies 
and circuit interconnections are made through the two con- 
nectors at the rear of the Type S-2. 



Bridge Balance 

The Bridge Balance control of the Type S-2 should be 
adjusted whenever the sampling head is changed from one 
sampling unit to another, or is operated on an extender 
cable. Location of the control and details of its adjustment 
are described in First Time Operation which follows. 



FIRST TIME OPERATION 

This First Time Operation procedure utilizes, in addition to 
the Type S-2, a Type 3S2, Type 561 A, and Type 284. The 
Type 3T2 Random Sampling Sweep unit is recommended for 
use with the Type S-2 because random sampling permits 
viewing the signal in advance of the triggering event. Such 
trigger lead-time is required by the Type S-2 with the Type 
3S2 to view fast pulses without a pre-trigger. The Type 284 
is used as a signal source. 



Setup Information 

1. With the Type 561 A Power switch off, insert a Tektronix 
Type 3S2 Sampling Unit into the vertical compartment (left) 
and a Tektronix Type 3T2 Random Sampling Sweep into the 
horizontal plug-in compartment (right). 

2. Insert the Type S-2 Sampling Head into Channel A 
compartment (left) in the Type 3S2 leaving the latch knob 
free to move. Once the S-1 is seated, push the latch to lock 
it in place. 

3. Set the Intensity control on the Type 561 A fully counter- 
clockwise. 

4. Connect the Type 561 A to a power source which meets 
its voltage and frequency requirements. 

5. Set the Power switch to on. Allow about 5 minutes 
warm-up so the units reach operating temperature before 
proceeding. 

6. For single-trace operation, set the controls as follows; 



Type 3S2 



Display Mode 


CH A 


Normal-Smooth 


Normal 


A and B Position 


Midrange 


DC Offset 
(both Channels) 


Midrange (5 turns 
from one end) 


Units/Div 
(both Channels) 


100 


Variable (both channels) 


Cal 


Invert (both Channels) 


Push in 


Dot Response 
(both Channels) 


Midrange 


B Delay 


Midrange 


Type 3T2 


Horiz Position 


Midrange 


Samples/Div 


9 o'clock position 


Display Mode 


Normal 


Start Point 


With Trigger 


Sweep Rate 


200 ns/Div 


Range 


10 /J.S 


Display Mag 


XI 


Time Magnifier 


X5 


Variable 


Cal 


Time Position 


Both fully clockwise 


Trig Sensitivity 


Fully clockwise 


Recovery Time 


Optional 


Trigger Polarity 


+ 


Trigger Source 


Ext 


Type 284 


Square Wave Amplitude 


1.0 V^ 


Period 


1 juS 


Mode 


Square Wave Output 


Lead Time 


Optional 



7. Connect the square wave output signal from the Type 
284 to the input connector of the Type S-2 through a 50L2 
coaxial cable and a X5 attenuator. Connect the trigger 
output signal from the Type 284 through a coaxial cable to 
the External Input 50 n connector on the Type 3T2. 

8. Advance the Type 561 A Intensity control until the free 
running trace brilliance is at the desired viewing level. 

9. Center the trace on the graticule with the Type 3S2 A 
Position control and/or the DC Offset control. Adjust the 
Type 3T2 Trig Sensitivity control for a stable triggered dis- 
play of a two-cycle square wave with an amplitude of 
about 2 divisions. 



‘Used through X5 attenuator for 0.2 V into the Type S-2. 
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Adjusting Dot Response 
Sequential Sampling 

One method of adjusting the Dot Response to unity is to 
use o double or multiple-triggered sweep. This causes each 
sample to respond to the full signal amplitude and produce 
o display similar to Fig. 2-2A or B. 

10. To obtain a display similar to that of Fig. 2-2A or B, 
turn the Type 3T2 Trig Sensitivity control clockwise into the 
free run region. Then adjust the Recovery Time control until 
the desired display appears. 

11. Turn the Channel A Dot Response control to obtain 
o display showing unity dot response (see Fig. 2-2B). Fig. 
2-2A shows greater than unity dot response. This requires 
counter-clockwise rotation of the Dot Response control to 
obtain unity dot response. The double triggering shown in 
Fig. 2-2A and B is useful to adjust the dot response to unity, 
but should not be used in making measurements. 

12. After the dot response is adjusted to unity, turn the 
Trig Sensitivity control counterclockwise into the triggered 
region (or o stable trace of o properly triggered display 
similar to Fig. 2-2C. 



Random Sampling 

13. Another convenient method of adjusting the dot re- 
sponse to unity con be shown with random process sampling. 
Change the following controls; 



Stort Point 
Time Magnifier 



Type 3T2 

Before Trigger 
X50 



Type 284 

Period 100 ns 

14. A dot response greater than unity will produce o dis- 
play similar to Fig. 2-3A. Dot response deviations from unity 
ore best observed when the Type 3T2 Time Magnifier is set 
at X20 or X50. Adjust the Type 3S2 Dot Response control 
for 0 unity dot response display similar to Fig. 2-3B. 



Bridge Balance Adjustment 

15. Connect o bench multimeter set for S; 30 V full scale 
between ground and the Type 3S2 Channel A Offset jock. 
Adjust the Type 3S2 DC Offset control until the multimeter 
reads 0 Volts. Increase the meter sensitvity and repeat the 
adjustment for greoter accuracy. 

16. Disconnect the coaxial coble from the Type 2B4, leoving 
the other end of the cable connected to the Type S-2 input 
connector. Turn the Type 3S2 Trig Sensitivity control clock- 
wise to free run the trace. 



NOTE 

Operating the sampling head without the input 
connector terminated by a 50 0 resistor or coaxial 
coble will cause a vertical shift of the zero signal 
baseline by a few millivolts. This'is caused by the 




Fi 9 . 2*2. Typicol display for unity dot rosponst adfustmont in normal 
loquontiol sompling. 
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Fig. Typicol dltploy f«r vriily dot rvtponi* odjutimtnt In fondom 

tompllng opvfoHon. 

strobe kickout signal being reflected from the open 
input connector, and arriving bock at the sampling 
bridge while the bridge is conducting. Because of 
this phenomena, set the display zero reference 
point with the input circuit terminated. Also use 
ot least 20 cm airline between the Type S-2 input 
and any tunnel-diode pulse generator or circuit 
that Is sensitive to signals entering its output 
circuit. 

17. Switch the Type 3S2 Units/Div control throughout its 
range, adjusting the Type S-2 Bridge Bal control for a trace 
shift of not over one division os the Units/Div control is 
switched from one end to the other. See Fig. 2-4 for the loca- 
tion of the Bridge Bol control. This adjustment must be mode 
whenever the Type S-2 is shifted from one sompling unit to 
another, or operated on o sompling head extender cable. 

GENERAL OPERATING INFORMATION 

Input Signal Connection Precautions 

Accurate displays of signals containing very fast transi- 
tions or very high frequencies are possible only when the 




Fig 2-4. Bridg* lol locotion. 

coupling circuit does not distort the signal. The Type S-2 
input resistance is 50(2 requiring the use of high quality 
50 (2 coaxial cables ond attenuators between the signal 
source and the sampling head input connector. Tektronix, 
Inc. offers severol special probes that permit the signol source 
loading to be less than thot coused by the 50 (2 input rosis- 
*anco. See your Tektronix Field Engineer or Rcpreseniolivc 
about such special coupling devices. 

Input Voltage Considerations 

Proper displays of various signal amplitudes require special 
ottention to the type of time bosc generation in use. There 
are also input voltage limits that must be observed to prevent 
cither display distortion or damage to the Typo S-2. 

For greoter details on coupling of high frequency input 
signals, and on precautions to be observed, lofer to the 
sampling unit Instruction Manual supplied with your 
sompling instruments. 

Maximum Input signal voltoge is on important consideraion 
in any sampling system. Signals greater than -fl or —1 volt 
generolly will not permit o volid disploy. Thus any signals 
of greoter omplitudo should be attonuoted in some manner 
before being applied to the Type S-2 input connector. Maxi- 
mum input voltage without domoge to the input termmotion 
resistor is t 5 or —5 volts DC, or 10 volts peok to peak 
sine wave signols in the (rcquency domain of 10 MHz or 
below. 

Where unity dot response is required, accuroto displays 
arc possible to achieve only when the input amplitude ond 
the lime base generation mode are both considered. The two 
time base generation modes are; (1) normol process sampling, 
where each dot is displayed m sequence ocrcss the CRT, ond 
|2) rondom process sampling where the dots are not neces- 
sorily displayed in a sequence thot progresses uniformly 
across the CRT. (The Type 3T2 Random Sampling Sweep 
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unit presents random process sampling displays in a con- 
trolled sequence very similar to normal process sampling 
when the Time Magnifier switch is at XI or X2 and the 
trigger signal repetition rate is uniform.) The random process 
dot sequence is definitely not sequential when the Time 
Magnifier switch is anywhere between X5 and X50, with 
the dot presentation completely random at X50. The Type 
3T2 can be operated in a normal process mode, and all 
other Tektronix sampling sweep units generate only a 
normal process sequenial dot display. 

Unity dot response displays are not usually required when 
the signal rate of rise and the sweep rai-e selected provide a 
large number of dots for any vertical display change. Unity 
dot response is required for some random process ampling 
displays, and for normal process displays where there are 
either no samples, or less than about 6 samples in a step 
dot response is required for some random process sampling 
transition. (Many dots in any vertical change permits valid 
random process displays without unity dot response when 
the Type 3T2 Time Magnifier is at XI or X2.) 

In summary, unity dot response exists when the vertical 
channel (sampling head and sampling unit) will accurately 
shift a sample dot 100% of the signal amplitude. The Speci- 
fication Section lists the dot response linearity limits as ±5% 
for certain limited signal amplitudes discussed below. A 5% 
dot response linearity means that the vertical channel will 
shift a dot in the positive direction 100% of the full signal 
amplitude, but minus transitions may shift a dot between 
—95% and —105% of the full signal amplitude, and vice 
versa. (The Dot Response control thus allows either the dis- 
play top or bottom to be adjusted to unity dot response for 
close examination of signal detail.) Unity dot response is 
obtained by proper adjustment of the sampling unit Dot 
Response control as described in First Time Operation. 

Input signal amplitude limits for unity dot response within 
the 5% linearity tolerance are listed in Table 2-1. The input 
voltage columns are for signal amplitudes of 0.2 V peak to 
peak and 1.0 V peak to peak anywhere between +1 V and 
-1 V DC. 

TABLE 2-1 



Input Signal Amplitude Limits Allowing Unity Dot 
Response Vs Sampling Unit mVOLTS/DIV Deflection 
Factor. 



Sampling Unit 
Units/Div Switch 


Input Voltage 


0.2 V P-P 


1.0 V P-P 


All positions 200 to 
2 


yes 1 no 

Either Normal or Random Process 


Limited to positions 
of 20 to 2 


yes 1 yes 

Either Normal or Random Process 


All positions 200 to 
2 


yes 1 yes 

Normal Process only with >6 dots 
in a 100% vertical transition. 



Triggering from the Signal 

The Type S-2 provides a Trigger pickoff signal to the 
sampling unit. This signal is a portion of the input signal. 



In the Type 3S2, the signal is selected from the Channel 
A or Channel B sampling head and returned to the front 
panel Trig Out connector by the trigger circuit. The ampli- 
tude is about 10% of the input signal into 50 0. A small 
amount of the sampling bridge strobe signal is present with 
the trigger signal. 

A Type 3S2 standard accessory trigger coupling cable 
can be used between the Type 3S2 and Type 3T2 for trigger- 
ing the sampling sweep unit from the sampling head pickoff 
signal. Connect the cable between the Type 3S2 Trig Out 
connector and the Type 3T2 50 0 Trigger Input connector. 
Operate the Type 3T2 as if externally triggered. Repetitive 
sine or square wave displays are best viewed when oepra- 
ting the Type 3T2 Start Point switch at With Trigger (normal 
process sequential dot sampling). 

Fast pulse signals require random process sampling with 
the Type 3T2 Start Point switch at Before Trigger. This mode 
of operation will permit the sampling bridge strobe signal 
portion of the trigger pickoff signal to sometimes trigger 
the timing unit. When this occurs, it is impossible to obtain 
a meaningful display. Signal amplitude to the Type S-2 
must be greater than about 300 mV peak to peak in order 
to obtain valid displays of fast pulses during random process 
sampling. It is usually more satisfactory to obtain some 
other form of pretriggering for the sampling sweep unit 
when it is necessary to view fast signals. 



Measuring Risetime 

The Type S-2 is useful to show 107o to 90% risetime of 
signals in circuits that are properly coupled to the input. 
The risetime of both the generator (of source), and the Type 
S-2 must be taken into consideration. 

Signals with risetimes (at the input connector) as fast as 
about 150 picoseconds can be measured using the Type S-2 
without any special considerations. Read the 10% to- 90% 
risetime directly from the CRT (or digital unit) to know the 
risetime of the signal. 

Signals with risetimes faster than about 150ps can still be 
measured using the Tektronix Type S-2 Sampling Head. How- 
ever, only approximations of risetime can be made by cal- 
culating the signal risetime using formula (1) below. Formula 
(1) is based upon both the signal and the sampler having 
Gaussian risetime characteristics. The Type S-2 risetime is 
not Gaussian. Signals with risetimes in the order of 45 ps will 
cause the Type S-2 display to show a composit risetime in 
the order of 73 ps. Thus, it is recommended that displays 
with risetimes faster than about 150ps not be used to accu- 
rately measure the signal 10% to 90% rate of rise. The 
Performance Check and Recalibration Procedure gives equip- 
ment, procedure and displays of Type S-1 and Type S-2 
risetime when driven by a 50 ps risetime tunnel diode pulser 
signal. 

Formula (1) T, (Displayed) =^(Signal T,)^ + Type S-2 T,)^ 
transposing: 

Signal T, ==V(Signal T,)^ + Type S-2 T,)^ 
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SECTION 3 

CIRCUIT DESCRIPTION 



Type S-2 



Change information, if any, affecting this section will be found at the 
rear of the manual. 



General Information 

This section of the manual contains a block diagram 
analysis of the Type S-2 Sampling Head followed by a 
detailed circuit description. The Type S-2 Sampling Head is 
designed to be the signal input section of the sampling 
system, and determines the input characteristics of the 
sampling system. The reader may find it helpful to refer to 
the associated sampling unit manual for information on 
sampling principles if the purpose of a particular circuit is 
not clear. For example Type 3S2 manual, Section 4, "Basic 
Sampling Principles". The sampling unit manual also shows 
interconnections and circuits referred to in this section. 
Schematic and block diagrams of the Type S-2 are located 
at the rear of this manual. 



BLOCK DIAGRAM 
Strobe Generator 

The Strobe Generator develops fast-rise short-duration 
push-pull pulses that drive the Sampling Bridge into bal- 
anced conduction. Output occurs at the time of each sample 
when a command pulse arrives from the Delay and Strobe 
Driver circuit of the associated ampling unit. Shape and 
amplitude of the output strobe pulses is set by the Avalanche 
Volts and Snap-off Current controls. Strobe pulse duration 
is fixed by the two shorted clipping lines. 



Sampling Bridge 

The Sampling Bridge allows no connection other than the 
normal stray capacitance of the bridge between the input 
connector and the Preamplifier input except when driven 
into conduction by the Strobe Generator. When the Strobe 
Generator drives the Sampling Bridge into conduction, a 
portion of the signal across the Sampling Bridge is applied 
to the Preamplifier input. 

Reverse bias is applied to the Sampling Bridge diodes by 
the Bridge Volts and Bridge Bal circuit. The sampling system 
feedback signal and DC Offset voltage is applied to the 
Sampling Bridge output side and the Preamplifier input 
through the biasing network. 



Blow-by and Trigger Pickoff 

The primary function of the Blow-by and Trigger Pickkoff 
circuit is to cancel capacitively-coupled unwanted signals 
that normally bypass the Sampling Bridge. Very high fre- 
quencies pass to the Preamplifier input by the normal stray 



capacitances of the Sampling Bridge. These unwanted signals 
are called "blow-by". 

The Blow-by circuit receives an attenuated portion of the 
input signal, amplifies and inverts the signal, and applies it, 
as a blow-by correction signal, through a capacitor to the 
output terminal of the Sampling Bridge. Magnitude of the 
blow-by correction signal is adjusted by the Transient Re- 
sponse control to effectively cancel the capacitively-coupled 
blow-by signal. 

The trigger pickoff function of the Blow-by and Trigger 
circuitry provides a signal source for externally triggering 
the sampling sweep unit. The trigger pickoff circuit output 
signal drives an additional amplifier and channel selector 
circuit in the sampling unit. 

Preamplifier 

The Preamplifier circuit both amplifies and time-stretches 
the signal it receives from the Sampling Bridge. The signal 
received is a portion of the difference between the Feed- 
back with the DC Offset voltage and the input signal. This 
"error signal" is amplified and AC coupled to the Post Ampli- 
fier in the sampling unit. The Preamplifier gain is adjustable 
to aid in setting the overall sampling head and sampling 
unit "loop" gain for proper unity dot response. 



CIRCUIT DESCRIPTION 

The Type S-2 Sampling Head uses the power supplies of 
the indicator oscilloscope and associated sampling unit. 
Interconnections to some of the circuits in the sampling unit 
are by two connectors at the rear of the sampling head. 
This Circuit Description covers the circuits in the Type S-2, 
and refers to circuits within the sampling unit. Reference to 
the sampling unit instruction manual diagrams and circuit 
description may be useful to Tully understand the circuit 
relationships. 



Strobe Generator 

The Strobe Generator circuits are located on the Strobe 
board. The generator contains two basic circuits, the Ava- 
lanche circuit and the Snap-off diode circuit. Both circuits 
work together to produce the push-pull strobe pulses that 
drive the Sampling Bridge through two equal transmission 
lines. See Fig. 3-1. 

Avalanche circuit. The Avalanche circuit converts the 
Strobe Drive pulse from the sampling unit to very fast 
push-pull pulses to drive the Snap-off diode to non-conduc- 
tion. 
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Transmission Lines 




Snapoff 



>■ 



"*■ 



Avalanche 



+ 15 V 




From 

Strobe 

Driver 



Fig. 3-1. Strobe Generator circuits. 



The Strobe Drive pulse is transformer-coupled by T75 to 
the base and emitter of the Avanlanche transistor Q69. Two 
outputs are AC-coupled from Q69, one from the collector and 
the other from the emitter. The Avalanche Volts control 
adjusts the collector voltage of the avalanche transistor Q69. 
The typical quiescent voltage at Q69 collector is about -|-15 
volts. This voltage sets the amplitude of the signals, that drive 
the Snap-off diode circuit, and assures the normal avalanche 
action of Q69 when driven by the Strobe Drive signal. Q69 
current path is shown by a dashed line in Fig. 3-1. Before 
Avalanche conduction, there is a potential of about 60 volts 
between collector and emitter. 

The negative Strobe Drive pulse is transformer-coupled 
by T75 to the emitter and the base of Q69, forward biasing 
Q69. Normal avalanche action follows with the collector 
going negative and the emitter going positive. This fast-rise 
push-pull signal is capacitively coupled to the Snap-off Diode 
circuit. 

Snap-off circuit. The Snap-off circuit operates as a cur- 
rent switching circuit to apply some of the push-pull Ava- 
lanche signals at snap-off time to the Sampling Bridge. 



The circuit consists of a Snap-off Current control R57, Q55, 
Snap-off diode D61, two clipping lines and associated com- 
ponents. Between drive pulses from the Avalanche circuit, 
the Snap-off diode D61 is forv*>ard-biased by the current in 
Q55. The current value is set by the Snap-off Current control 
R57. The current in D61 is typically 20 mA, and the current 
path is shown as a dashed line in Fig. 3-1. This heavy for- 
ward current assures that D61 has many carriers within its 
junction region. 

The push-pull signals from the Avalanche circuit cause 
D61 junction carriers to reverse direction as a heavy reverse 
current. This heavy reverse current stops suddenly as all the 
carriers clear out of the junction. As the reverse current 
"snaps” to a stop, the push-pull avalanche signals are sud- 
denly coupled toward the clipping lines and the Sampling 
Bridge by C53 and C51. The fast-rise step which appears at 
each clipping line input is propagated down the line. A 
finite period of time later the steps reach the short circuit ends 
of each clipping line. The step is then reflected, equal in 
amplitude and opposite in polarity, back to the transmission 
line. This cancels the signals moving toward the Sampling 
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Fig. 3-2. Sampling Bridge circuit and Bridge Volfs and Bridge Bal circuits. 



Bridge. This action results in a positive Strobe pulse being 
delivered to P51, and a negative Strobe pulse being deliv- 
ered to P53. 



Sampling Bridge 

The Sampling Bridge consists of D5, D6, R5, R6, R7A, R8A, 
C5, C6, C7, C8, and C28. See Fig. 3-2. The Sampling diodes 
allow no connection between the input connector and the 
Preamplifier input (other than the normal stray capacitance 
of the bridge) except when driven into conduction by the 
Strobe pulses from the Strobe Generator. During D5 and 
D6 conduction time of about 45 to 50 ps the bridge delivers 
a portion of the voltage difference between the input signal 
and the bridge output signal to the Preamplifier input. 

The bridge input circuit is terminated in 50 Q. The 50 Q 
consists of R4 with the series value of R3 and RIO in parallel. 
(RIO is shown in Fig. 3-3). R3 delivers a small portion of the 
input signal to the Blow-by and Trigger Pickoff circuit. 

The bridge output drives the high input impedance Q31 
gate in the Preamplifier. 

Reverse-bias voltage for the sampling bridge diodes is 
developed across R21-R22-R23 in parallel with R26, the Bridge 
Volts control. R26 allows the reverse-bias voltage adjustment. 
A higher reverse voltage allows D5 and D6 to be turned on 



for a shorter period of time. A lower voltage gives a longer 
conduction time. During calibration the voltage is usually 
set nearly to maximum. 

The Bridge Bal potentiometer is adjusted to compensate 
for diode, strobe, and other system unbalance signals. The 
combined memory feedback and DC Offset voltage from the 
sampling unit is fed through the bridge volts circuit to the 
output of the Sampling Bridge. 

During the sampling time, the strobe pulses forward bias 
D5 and D6. By normal bridge function, the conduction of 
D5 and D6 charges or discharges C5, C6, C7 and C8. The 
voltage charge on these capacitors changes about 272 % of 
the difference between the Feedback and DC offset voltage 
and the incoming signal voltage. This voltage change, called 
the error signal, is amplified in the Preamplifier. 

Preamplifier 

The Preamplifier circuit (see Fig. 3-3 amplifies and time- 
stretches the error signal pulse from the Sampling Bridge, 
and AC couples it to the Post Amplifier in the associated 
plug-in unit. 

The input transistor Q31 operates as a very high input 
impedance high-gain inverting amplifier. Temperature com- 
pensation for 031 is accomplished by thermistor R33 in 
parallel with R34. The 4 mA current path is from the +50 
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volt supply through R31, Q31, the parallel combination of 
R33-R34 and R35 to the — 50 volt supply. C34 assures that 
Q31 AC gain is high, while its DC gain is less than 1. 

Q41 and Q45 are connected as an operational amplifier 
with a very low output impedance at Q45 emitter. The out- 
put is coupled by C49 to the 90 f2 input resistance Post 
Amplifier in the sampling unit. Q45 current paths are shown 
by dashed lines in Fig. 3-3. D41 protects Q41 base from 
high negative voltage if Q45 is removed from its socket. 

Current in R40 with DC negative feedback by R45 sets the 
output DC voltage level of the amplifier at about 7.3 volts. 
Negative AC feedback from the emitter of Q45 through C46 
and Gain control R46 to Q41 base controls the AC gain 
of the Preamplifier. The Gain control R46 allows the AC 
feedback to be adjusted, thereby adjusting the gain. The AC 
gain of the Preamplifier is usually adjusted to about 16 de- 
pending upon the sampling efficiency. For example; For an 
input signal into the Type S-2 input connector of 200 mV, if 
the display dot change is 100% of the signal, Q45 output 
signal will be about 80 mV. A positive 200 mV input signal 
will produce a +5 mV signal at Q31 gate (or a 2.5% 
sampling efficiency), and a positive 80mV output signal. 
Likewise a negative input signal will produce a negative out- 
put signal. 



Blow-by and Trigger Pickoff 

The Blow-by and Trigger Pickoff circuits consist of Q13, 
Q17 and associated components connected as a common- 
emitter paraphase amplifier. See Fig. 3-4. The primary pur- 
pose of the circuit is to cancel unwanted high frequency 
capacitively-coupled signals that bypass the Sampling Bridge. 
The secondary purpose is to provide a trigger pickoff signal 
to the sampling unit for external triggering of the sampling 
sweep unit. 

Input signal to the Blow-by and Trigger Pickoff circuit is 
a portion of the Type S-2 input signal. The signal is fed to the 
base of Q13 through R3. RIO terminates the 50 D impedance 
of J3-P3 coaxial connector and assures no reflections back 
into the input circuit. The output from Q13 collector feeds an 
AC coupled signal to the output side of the Sampling Bridge, 
cancelling the blow-by signal. The output from Q17 collector 
feeds a DC coupled trigger pickoff signal to the sampling 
unit trigger amplifier. 

To trace the Blow-by signal path, a portion of the Type S-2 
input signal is coupled to the base of Q13 and inverted at 
the collector of Q13. The inverted signal amplitude is adjusted 
by R13, the Transient Response control, and fed through R14 
and Cl 4 to the output side of the Sampling Bridge. This 
signal is out of phase with the input signal, cancelling the 
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+ 15 V 




Fig. 3-4. Blow-by and Trigger Take-off circuits. 



induced displacement current of the capacitance shunting the 
Sampling Bridge. 

The trigger pickoff signal path starts with a portion of 



the input signal coupled from Q13 emitter to Q17 emitter to 
provide an in-phase signal at Q17 collector to the Trigger 
Amplifier and selector circuits in the sampling unit. Q17 
collector load is provided in the sampling unit. 
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SECTION 4 
MAINTENANCE 



Change information, if any, affecting this section will be found at the 
rear of the manual. 



Introduction 

This section of the manual contains information for use in 
corrective maintenance or troubleshooting of the Type S-2. 

To remove the Type S-2 from its case, loosen the four 
retaining screws on the back. Then slide the back off, and 
remove the body by sliding it to the rear. Directions for 
replacing the case on the sampling head will be found at the 
end of this section. 

Parts Replacement 

All parts used in the Type S-2 can be purchased directly 
through your Tektronix Field Office or Representative. How- 
ever, replacements for standard electronic items can generally 
be obtained locally in less time than is required to obtain 
them from Tektronix. Replacements for the special parts used 
in the assembly of the Type S-2 should be ordered from Tek- 
tronix since these parts are either manufactured or selected 
by Tektronix to satisfy a particular requirement. Before pur- 
chasing or ordering, consult the Electrical or Mechanical Parts 
List to determine the value, tolerance and rating required. 

NOTE 

When selecting the replacement parts, it is import- 
ant to remember that the physical size and shape 
of a component may affect its performance at high 



frequencies. Parts orientation and lead dress 
should duplicate those of the original part since 
many of the components are mounted in a parti- 
cular way to reduce or control stray capacitance 
and inductance. After repair, the sampling head 
may require recalibration. 

Transistor Replacement. Cut the leads of a replacement 
transistor to the same length as the transistor removed and 
bend the leads as necessary. The dead configuration of the 
transistors used in the Type S-2 are shown in Fig. 4-1. Two 
transistors, Q13 and Q17, have soldered leads and are 
soldered to the circuit board. The field-effect transistor 
mounting has an arrow at the top position. 

Leadless Capacitors. There are leadless ceramic capaci- 
tors soldered directly to the circuit boards. Care must be taken 
when replacing these capacitors as they are easy to crack. 
The Type of solder used must be quality, with good cold- 
flow characteristics. Thus, do not use 50/50 solder, but 
60/40 or 62/38 solder when replacing the leadless capacitors. 

Best results will be obained by applying heat from the 
soldering iron directly under the leadless capacitor on the 
opposite side of the board. Usually a plated-through hole 
is under the leadless capacitor, allowing solder to conduct 
heat through the board. Without plated-through holes, the 
capacitor may be soldered into place by positioning the part, 
then applying heat to the adjacent plated area. 
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Fig. 4-1. Lead configuration for board-mounted transistors. 
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Use only enough solder to obtain a good full-flow ioint. 
Excess solder on either side of the capacitor can lead to a 
shorted circuit. 

Removal and Replacement of Snap-off Diodes. The 
Snap-off diode is mounted in small metal clips, os shown on 
the circuit board Illustration. The diode is best removed or 
replaced with a pair of shaped plastic tweezers, such as 
Tektronix Port No. 006-0765-00, or equivalent. 

Replacement of Sampling Bridge Diodes. The Sampling 
Budge diodes may be removed or replaced on the Sampler 
Board through the top of the unit. Fig 4-2 shows a method 
for the removol or replacement of the white plastic holder in 
which the diodes are mounted. 

CAUTION 

The diodes are very fragile and it is possible to 
break one or both if the white plastic holder is 
removed or replaced too rapidly. Damage is 
caused when the holder ends snap together as they 
are moved from the circuit boord. 




f^ig. 4>2 Rtmoval or roplocomoni of »ompling bridgo diodoi 

The position of the plastic diode holder assembly is shown 
in Fig. 4-4 with the shields removed; it is not necessary to 
remove these shields to replace the sompling diode assembly. 
For removol or replocement use Xcelite Forceps 42H, Tek- 
tronix Part No. 003-0347-00, or similor fool. 

The hook-like ends of the diode hotaer normolly rest In o 
circuit board hole and firmly hold the diodes to the ploted 
area. Coutious removal, especially just as the holder cleats 
the circuit board, is neccssory to minimize the physical shock 
and possible damoge to the diodes, os the hook-like ends 
may snap or spring together. Replocement of the holder 
should olso be by slow, cautious movement; first as the hook- 



like ends reach the plated area which increases the thickness 
end second as hey reach the hole where he possibility of 
physical shock exists os in the removal. A metal shield pre- 
vents the holder being inserted too far. 

Circuit Board Replacement. If a circuit board is damaged 
and cannot be repoired, the entire assembly including all 
soldered-on-components should be replaced. The part number 
given in the Mechanical Parts List is for the completely wired 
board. 

The Preamp Board ond the Strobe Board ore removed by 
gently pulling outward from the Sampler Boord. To reploce 
the boords, align the connectors and pin contacts ond eose the 
boards into position. Pm connectors should not protrude 
beyond the clamps. 

The Sampler Board is removed as follows; 

1. Remove both the Preamp and the Strobe Boord. 

2. Remove the 12 sided nut |nutdriver, special, Tektronix 
Port No. 003-0459-00) which secures the GR connector to the 
front panel. 

3. Slide the Sompler Board and the GR connector away 
from the front panel. 

To remove the Shields and Input Connector: 

1. Loosen the threoded nut by turning it counterclockwise 
with the special Tektronix tool. Port No. 003 0607-00. Do not 
remove the threaded nut, but bock it off just enough to free 
the notched plrste (see Fig. 4-3). 

2. Rotate the notched plotc 90* and slide the Input Con- 
.lector assembly oway from Ihi circuit board. 

3. Loosen, but do not remove, the seven nuts holding the 
shields. 

4. Remove the 7 nuts and bolts, freeing the shields 

TROUBLESHOOTING 

The design of this sompling hcod is such thol printed cir- 
cuit boards ore inrerchongcoblc from one unit to another. 
Since the outci boards are eosily removed ond roploced, it 
IS possible to quickly troubleshoot a faulty sompling head by 
intcrchonging boards with on operating one. Thus, removol 
of the preamp board from the operoting unit and replocement 
with one from the defective unit quickly checks the faulty 
units preamp circuits. 

The sampler board may be checked for defective parts 
without disassembly by the following proced jte 

1. Remove the sampling diode plostic holder. 

2. Remove the Preamp board. Leave the Strobe boord m 
place. 

3. With on ohmmeter, check the DC resistance to ground 
from the preomp input pins H and I. If a direct short is found, 
C5 or C6 is shorted; if o 350 JJ connection to ground is 
found, then C7 or C8 is shorted. 

4 To check C5, C6, C7 and C8 for opens (with Preamp 
board removed), use a Tektronix Type 130 Direci-Reoding 
L-C Meter |or equivalent) and refer to Table 4-1 for the 
values of copocitonce from either pin H or I to ground. 
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Fig. 4«3. Sampler circuit boarct, shields removed. 
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normal operation of each odjustment helps establish the loca- 
tion and nature of the trouble. 




Fig. 4*4. Aiftvmbly of Somplor CIrcwlf boord. 



TABLE 4-1 



Input C 


Problem 


17 pF 


Copocitors OK 


12 pF 


C5 (C6) open 


lOpF 


C7 (C8) open 


5pF 


C5 and C7 open (C6 and C8) 



Altcmp to isolate trouble to one circuit through operational 
and visual checks. Verify that the trouble is actually a mal- 
function within the Type S-2, and not improper adjustments or 
molfunctioning ossocioted equipment. Note the effect the 
adjustments have on the trouble symptoms. Normal and ab- 



Check the instrument calibration procedure given in Sec- 
tion 5, and note the position of each adjustment so it con be 
returned to its original position ofter the check. This will 
facilitate recalibration after the trouble has been found and 
corrected. 

Check the Circuit Diagram for voltages and waveforms. 
A bhock diagram and schematic diagram are included in 
Section 8 of this manual. It is usually best, if the trouble 
from the sampling unit; see Table 4-2, then proceed con- 
secutively from one circuit to the next. 



TABLE 4-2 



Test Point Pin 


Power Supply 
( Decoupled ) 


Tolerance 


Preamp 

Board 


Strobe 

Board 


G 


B 


-fSOV 


zt] V 


A 


A 


-flSV 


±0.15V 


F 


C 


-50 V 


^ *0.5 V 


B 


— 


-12.2 V 


±0.37 V 



CAUTION 

Use core when measuring voltages or signals. 
The small size and high density of components in 
this instrument establishes a condition such that an 
inadvertent movement of the test probe or the use 
of oversized probes may cause a short-circuit be- 
tween components. 

Major Circuit and Part Locations 

The remainder of this section includes photographs of sec- 
tions of the Type S-2. Major oreos ore identified. All com- 
ponents mounted on circuit boards ore identified by circuit 
numbers. 

Replacing the Sampling Head Case 

To replace the cose on the sampling head, align the body 
so that the hole in the side will appear over the Bridge Bal 
control at the rear of the Preomplifier board. Check ihot the 
upper ond lower corners of the Preamplifier and Gate Gen- 
erator boords ore aligned with the chonnols in the somplmg 
head body which contain the zigzag springs. Push the body 
gently forward until it contacts the front panel. Be sure the 
white plastic pawl on the locking knob is properly aligned 
as the sampling head unit is slid into the body. In attaching 
the rear castings, be sure that the hole at one side of the cast- 
ing fits over the Trigger Pickoff output connector. Insert the 
lour long mounting bolts and tighten them securely. 
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Fig. 4*5. Prftomp circuit board. 
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TYPE S-2 STROBE ^70-01 67 00 




® Copyright 1968. TEKTRONIX. INC. 



FIq. 4-^. Sfrobo G«n«roior circuit buerd. 
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SECTION 5 

PERFORMANCE CHECK / RECALIBRATION 



Change information, if any, affecting this section will be found at the 
rear of the manual. 



Introduction 

Performance of the sampling head can be checked without 
making internal adjustments by using the steps of this pro- 
cedure whose headings are set in the type face used on step 
1 (page 5-5). Failure to meet the requirements given in any 
check indicates the need for recalibration. Recalibration 
steps are headed by the type face shown in step 2. 

The sampling head performance can be restored to the 
limits stated in Section 1 by performing the recalibration 
steps of this procedure. Any needed maintenance should be 
performed before proceeding with recailbration. 

Since the sampling head functions as a part of the associ- 
ated sampling unit, it is recommended that the performance 
checks for the sampling unit be performed just before these 
performance checks are made. Then, if the sampling unit 
requires recalibration, that procedure should be performed 
before starting this procedure. 

NOTE 

This procedure applies to both the Type S-1 and 
the Type S-2 Sampling Heads. Their controls are 
identical; thus, differences between the two are in 
performance and electrical characteristics. For ex- 
ample, Step 3 which checks the sampling head rise- 
time, uses an identical procedure and the same 
equipment set-up for both sampling heads, with 
performance limits shown in separate photographs 
of proper CRT displays. 

EQUIPMENT REQUIRED 

The equipment listed below or its equivalent is required 
for a complete check and recalibration of either the Type S-1 
or the Type S-2 Sampling Head; see Fig. 5-1. The equipment 
listed is used in the following procedure. Equipment specifica- 
tions given are the minimum necessary for the particular use 
of each item. All test equipment must be correctly calibrated. 
If other equipment is substituted, it must meet or exceed the 
limits stated below. If a pulse generator other than the Type 
284 is used, fast pulse display characteristics may vary from 
those shown in this manual. 

All equipment items listed, except items 12, 13 and 14, can 
be obtained by ordering through your local Tektronix Field 
Engineer or Representative. 

1. Test Oscilloscope. Bandwidth, DC to at least 50 MHz. 
Minimum deflection factor of 20mV/div. For example, a 
Tektronix Type 585 with Type 82 Plug-In Unit. 



2. lOX Probe for use with test oscilloscope. Tektronix 
P6008 Probe recommended with the Type 82 Plug-In Unit. 
Tektronix Part No. 010-0129-00. 

3. Indicator Oscilloscope, with proper sampling plug-in 
units, such as a Type 561 A or Type 564 Oscilloscope with 
Type 3S2 Sampling Unit and Type 3T2 Random Sampling 
Sweep. Or, a Type 568 Oscilloscope with the same vertical 
and horizontal plug-ins, and Type 230 Digital Unit if the 
sampling system is used with digital readout. 

4. Special 3 foot flexible extender cable for operating 
the sampling head outside the Sampling Unit. Tektronix Part 
No. 012-0124-00 required. 

5. Signal Generator — Pulse Generator, such as the Tek- 
tronix Type 284 Pulse Generator used in this procedure. Pulse 
risetime <70 ps, at approximately 200 mV amplitude into 
50 O, with a trigger signal available at least 75 ps in advance 
of the fast pulse. Square wave signals of 1 ms period (1 MHz) 
and 100 ns period (10 MHz) at 1-volt amplitude into 50 Q. 
(If your Type 284 Leadtime switch is labeled 5 ns — 50 ns, 
order modification kit, Tektronix Part No. 040-0487-00.) 

6. 50 0 coaxial cable, RG 58C/U, 5 ns signal delay, with 
GR 874 connectors. Tektronix Part No. 017-0512-00. 

7. 50 0 coaxial cable, 5 ns signal delay, approximately 
40 inches long, with BNC connectors. Tektronix Part No. 
012-0057-00. 

8. 50 0 coaxial air line, 20 cm long, with GR 874 connec- 
tors. GR 874-L20. Tektronix Part No. 017-0084-00. 

9. One 50 0 5X Coaxial Attenuator, such as GR 874-G14. 
Tektronix Part No. 017-0079-00. 

10. One 50 0 2X Coaxial Attenuator, such as GR 874-G6. 
Tektronix Part No. 017-0080-00. 

n. A special Variable Attenuator with GR 874 connectors. 
It consists of a 100 0 potentiometer across the 50 0 line, and 
does not have a guaranteed response. Tektronix Part No. 
067-051 1 -00. 

12. DC Bridge for measuring 50 0. Plus or minus 2 volts 
DC maximum across 50 0 resistor. Accuracy, ±0.2% re- 
quired. (Not shown.) 

13. Small insulated handle, inch bit screwdriver for 
adjusting screwdriver-adjust controls. (Not shown.) 

14. An RMS reading line voltage meter, with a ±3% 
accuracy at the line voltage to which the indicator oscillo- 
scope is connected. (Not shown.) 
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Fig. 5>1. Calibration Equlpmont. 
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Pig. S-9. T«»t otcilletcop# lOX preb« conntcicd le 069 

15 . A clip lead to BNC adapter. Tektronix Part No. 013- 
007603. 



PERFORMANCE CHECK AND RECALIBRATION 
RECORD AND INDEX 

The following abridged procedure moy be uicd oj o guide 
by the experienced technician for checking and/or recoli- 
brating either the Type S-1 or the Type S-2 Sompling Heod. 
The obridgcd procedure can bo used os o maintcnonce 
record (the procedure moy be reproduced without special 
permission of Tektronix, Inc.). The step numbers and litles 
are identical to those in the complete procedure. 

Sompling Head Type S- Serial No. 

Calibration Dote 

Calibrated By _ 



Checked By 



□ 


1. Check for Operation and Ability To 
Produce a CRT Display 


Poge 5-5 


□ 


2. Check For 069 (Avalanche) Operation 


Page 5-5 


□ 


3. Check 10% to 90%> Risetime 


Poge 5-6 


□ 


4. Adjust Risetime 


Page 5-9 


□ 


5. Check Dot Response Linearity 


Poge 5-1 1 


□ 


6. Preliminary Bridge Bal Adjust 


Page 5-13 


n 


7. Adjust Transient Response (Blow By) 


Page 5-13 


□ 


8. Check Pulse Flotness Deviation 


Page 5-13 



Q 9. Check Trace Shift From 30 Hz to Page 5-15 

50 kHz 

r~l 10. Finol Bridge Bal Adjust Page 5-15 

□ 11. Check Tangential Noise Page 5-15 

PRELIMINARY PROCEDURE 

1, Check the sampling heod 50 U DC input resistance. With 
the sampling head separated from the sampling unit, use o 
DC Resistance Bridge and measure the DC input resistance. 
Connect one lead to the input connector outer conductor, and 
the other leod to the center conductor. Be sure the bridge 
does not opply more thon - 2 volts to the input terminals. 

The sampling heod input resistance must be 50ll, ±:1%. 

If the input resistance is high, examine the trigger pickoff 
resistance divider with an ohmmeter. R3 can be measured by 
removing the Preomplifier board from the head ond meas- 
uring between the center pin of J3 ond the center pin of Jl. 
RIO con be measured from the center pin of P3 to ground. If 
either of these resistors is open, the sompling heod DC input 
resistance will be out of toleronce on the high side. 

If the input resistance is low, and if the voliogc applied by 
the bridge exceeds 0.6 volt, check for a shorted capacitor 
omong C5, C6, C7 and C8. If chonging the input polarity 
from the DC bridge produces a proper resistance reading, 
the conduction path con be rroeed through the one sompling 
diode thot does conduct, to help locote the defective port. 

If the termination resistor is itself out of tolerance, it is 
recommended thot the sompler board be returned to Tektronix 
for repoirs. The resistor assembly (R4, R3 and the ground clip) 
is available for making repairs at the time of rccolibrotion 
If replacement is attempted, it is very importont thot no 
solder be permitted to flow onto the oreo of sompling diode 
contact. 

Complete any needed repairs to the sompling head before 
proceeding. 

2. Connect the sampling head and oscilloscope system, This 
step discusses the assembling of testing equipment, 5-minute 
wormup period, and setting of the vertical and horizontal 
plug-in unit Gain controls. 

o. Assemble the indicotor oscilloscope system. Place the 
Type 3S2 (or other Sompling Unit) into the left compartment 
of the indicator oscilloscope, ond the Type 3T2 (or other 
Sompling Sweep Unit) info the right compartment. Instoll on 
operating sampling head into the Typo 3S2 Chonnel B com- 
partment. Lcove the Chonnel A compartment vacant, (If using 
o Digital Readout unit, make the interconnections to the Indi- 
cotor.) 

b. Connect the RMS line-voltoge meter to the power moins. 
Determine that the oscilloscope (and other oquipmenti power 
supply IS set for the correct value of line voltage. Connect 
all the equipment to the proper power outlet and turn on the 
power. Obtoin a free-running troce ond let the equipment 
worm up for five minutes. 

c. After the warm-up period, adjust the indicator oscillo- 
scope Trace Alignment control so the free-run trace is parallel 
to the graticule lines. 



® 5-3 



http://manoman.sqhill.com 



Performance Check/Recalibration — Type S-2 




C. S-1, T75 Primary. F. S-2, T75 Primary. 



85 MHz test oscilloscope, P6008 10X Probe with 4 inch ground lead. 
A, B, D and E: 0.2 /is/div and lOV/div. 

C and F: 0.1 ^$/dtv and 5 V/div. 



Fig. 5-3. Checking Avalanche drive and output. 



NOTE 

It is recommended that the recalibration procedure 
in the sampling unit instruction manual be com- 
pleted before proceeding. 

d. Connect the Type 284 Square Wave Output connector 
to the Channel B sampling head input. Use a 5 ns signal 
delay 50 0 coaxial cable with GR 874 connectors (item 6 
of equipment required). Connect the Type 284 Trigger Output 
connector to the sampling sweep unit External Trigger input 
(50 n) connector. Use a 5 ns signal delay 50 0 coaxial cable 
with BNC connectors (item 7 of equipment required). 



Adjust both the vertical and the horizontal unit Gain con- 
trols for proper deflection factor of each unit. Use the Type 
284 100 ns period square wave as both a time and amplitude 
reference. 

e. Install the sampling head to be recalibrated onto the 
special three foot extender cable (item 4 of equipment re- 
quired). Connect the other end of the cable into the Type 
3S2 Channel A sampling head compartment. (The sampling 
head should be in its case.) Allow a five minute warm up of 
the system. 



@ 
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CHECK AND RECAL PROCEDURE 

1. Check For Operation and Ability to Produce 
a CRT Display 

a. Connect the Type 284 Square Wave Output signal to 
the head to be calibrated. Then set the Type 3S2 controls for 
a Channel A display. If there is a square wave display, pro- 
ceed to Step 3. If there is no square wave display or trace, 
do Step 2. 

2. Check For Q69 (Avalanche) Operation 

a. Remove the extender cable from the sampling head 
(the indicator oscilloscope power may be left on). 

b. Remove the sampling head case. First, remove the four 
round-head screws visible at the back of the unit; then, slide 
the cover off by gently pulling it away from the front casting 
and input connector. 

c. Reconnect the extender cable to the rear of the sampling 
head, being certain that the trigger pickoff coaxial connector 
mates with the coaxial connector of the extender cable. 
Use the signal set-up of step 1. 

d. Use the test oscilloscope with lOX Probe, to check for 
proper operation of Q69. The probe connections are shown 
in Fig. 5-2, and the general nature of the signals is shown in 
Fig. 5-3. Fig. 5-3A and B show the general amplitude for 
Q69 collector and emitter signals in a Type S-1 Sampling 
Head. Fig. 5-3D and E show Q69 signals in a Type S-2 Sampl- 
ing Head. Fig. 5-3C and F show the S-1 and S-2 typical drive 
signals at T75 primary (square terminal E) while the head 
is on the extender cable. 

If T75 is receiving drive, but there is no signal out of Q69, 
change Q69 (changing Q69 may significantly increase the dis- 



played noise, so it is best to have several transistors of this 
type on hand and grade them for low noise using step 11). 
If all signals of Fig. 5-3 are present, check the Preamplifier 
output (square terminal D). If there is not signal at the Pre- 
amplifier output, check the sampling diodes and Q31 in the 
following manner. 

(1) Pull Q41 from its socket. Set the Type 3S2 DC Offset 
control for zero volts at the front panel Offset jack. Free 
run the time base unit. Use the test oscilloscope, with lOX 
probe, and monitor the drain lead of 031. 

(2) 031 will have a pulse signal at each strobe time if 
the iransistor is operating. If there is no pulse signal, 
change Q31, reinstall Q41 and try to obtain a trace. 

(3) If 031 is operating, and if there is a pulse of either 
polarity at its drain lead (with Q41 out), operate the 
BRIDGE BAL control (R22) through its range. As R22 is 
changed, the pulse signal should reduce to zero and 
change to the opposite polarity. If the pulse signal does 
not change polarity, one of the sampling diodes is open. 

NOTE 

The sampling diodes are very fragile and replace- 
ments are expensive. The white plastic clip should 
not be distrurbed nor withdrawn unless you are 
certain that a diode is defective. If a diode is 
to be changed, reinsert the clip very carefully so 
that the diodes do not receive any physical shock 
as the clip ends drop into place. With extreme 
caution, it is possible to remove and replace a set 
of sampling diodes without damage. 

(4) Restore 041 to its socket. Once a display is obtained, 
go on to Step 4. 
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Fig, 5*4. •gwipm«nt 



3. c:|« ck 10^;, i,» Risrtiim- 

NOTE 

Thii ilep (ollowt Step I, and ii to be performed 
with the ca>o on the sampling head. If Step 2 
wos performed, ignore this stop and proceed to 
stop 4. 



(3) Special 3 foot sampling head extender cable be 
tween the head and the Type 3S2 loft side compartment 
connectors. 

(4) If using digital readout, the proper coble between 
the oscilloscope ond the digital unit, supplied with the 
Type 230. 

NOTE 



Requirement — The Type S-1 10% to 90% risetime is equal 
to or less than 350 ps 

The Type S-2 10% to 90% risetime is equal 
to or less than 50 ps. displayed as 86 ps or faster using the 
equipment setup shown in Fig. 5-4. 

a. Connect the equipment shown in Fig. 5-4A or B, depend- 
ing upon equipment in use. The extender cable is recom- 
mended, although not required. The coble permits eosy 
occess to the Type 284 TD Bias screwdriver control which is 
odjusted as part of this step. 

Connections in Fig. 5-4 are; 

(1) 20cm soil oir line between Type 284 Pulse Output 
connector and sampling head input connector. |No sub- 
stitute signol cable is occeptoble.) 

|2| 5 ns signal delay 50 51 coaxial cable (RG 58/CU, 
with BNC connectors) between Typo 284 Trigger Output 
Jack and the sampling sweep unit Externol Trigger (50 51) 
input connector. 



Instrument risetime can be checked either by visual 
measurement of the CRT display, or by a digital 
readout unit. Digital measurement of risetime re- 
quires that the Type 3T2 be operated in the With 
Trigger mode. With Trigger operation requires 
Ihot the Type 284 trigger pulse hove a leadtime of 
at least 73 ns before the fast Pulse Output signal. 
(Type 284 instruments with only 5 ns-50 ns lead 
Time require the installation of Field Modification 
Kit, Tektronix Part No. 040-0487-00.1 

CRT risetime measurement permits the Type 3T2 to 
operate in the Before Trigger f Random) mode, 
in which the trigger leadtime does not have to be 
73 ns. 

The 73 ns stated here is required for the With Trig- 
ger mode when the sampling head is operating on 
a 3 foot extender cable and the trigger cable 
has a 5 ns signal delay. Less leadtime (obout 70 
ns) is required when the sampling head is installed 
in the Type 3S2 and the trigger cable signal delay 
is only 2 ns. 
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A. Before adding leadHme 




Fig. 5-5. Adding leadHme to an early model Tektronix Type 284 
Pulse Generator. 



Type 3T2 



Time Position 
Fine 

Range 

Time Magnifier 
Variable 
Display Mag 
Start Point 
Display Mode 
Trigger Source 
Trigger Polarity 
Trigger Sensitivity 
Recovery Time 
Internal Samples/Div 



Fully clockwise 
Midrange for centered 
display 

Cal 

XI 

With Trigger 
Normal 
Ext 
+ 

10 o'clock 

Optional 

100 



Indicator Oscilloscope 

Intensity Normal display 

Scale Ilium As desired 



Type 230 



Measurement Averaging 
CRT Intensification 

Measurement Mode 
CH A Reference Zones 
Channel switches 
Time Measurement 
Start Point 
Time Measurement 
Stop Point 
Slope 

Display Time 
Triggered Measurement 
Limits 



8 

Both Ref Zones and 
Time Measurement on 
Time 

Both at Average 
Both at A 

10% Between Zones 

90% Between Zones 

Both at +lst 

Midrange 

Off 

Optional 



Fig. 5-5 shows a substitute method of obtaining 
73 ns trigger leadtime in an early model Type 
284. If you install the recommended 23 ns sig- 
nal delay cable shown in Fig.' 5-5, operate the 
Type 284 with the case removed and adjust it as 
described in the following portions of this step. 



Digital Readout of Risetime 

Set the controls as follows; 



Mode 
Leadtime 
Other controls 



Normal-Smooth 
Units/div 
Variable 
Mode 
Trig Out 
Dot Response 
Other Controls 



Type 284 

Pulse Output 
75 ns 
Optional 

Type 3S2 

Normal 

50 

Cal 

Channel A 
Optional 
Midrange 
Optional 



b. Use the Type 3T2 Fine Time Position control to position 
the pulse rise as in Fig. 5-6A or C. 

If a pulse display cannot be positioned into view, turn 
the Time Position to midrange (pulse display is off the CRT 
to the left) and adjust the Type 284 TD Bias control. Start 
by turning the TD Bias control fully counterclockwise. This 
assures that there is no pulse output and the indicator oscil- 
loscope trace should be positioned two divisions up from the 
lower edge of the graticule. Slowly turn the Type 284 TD 
Bias control clockwise to a midrange position that causes the 
indicator oscilloscope trace to jump up about 5 divisions. 
(Repeat, so the control is at a position that just causes the 
trace to be up.) Set the Type 3T2 Time Position controls fully 
clockwise. If the indicator oscilloscope trace remains up 5 
divisions without displaying a positive pulse, there is not suf- 
ficient leadfime in the triggering signal path. Shorten the 5 ns 
signal delay cable to the Type 3T2 Ext Trig 50 L2 input con- 
nector to 2 ns signal delay, and try again. Or operate in 
Channel B and use the B Delay control to gain more display 
leadtime. (An additional 2 ns trigger leadtime can be 
obtained by clockwise rotation of the Type 284 Snap Cur- 
rent control, R174, but at a cost of slowing the rate of rise of 
the fast Pulse Output signal. The recommended setting of 
R174 is about 30° from the counterclockwise stop, and at a 
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Cofrcct 



100% Zon* 



100% Zone 



IncettecI 



0% Zone 



A. S-l. DlgDol rItetIme <he<kt, 



C. S-2, Olglral Htelime check. 




0 S-1, CRT-meotwred rlcetlme checki. 

A and C token uting Type S68 and Type 230 Digital Unit. 
B and D taken uiing a Type SA1A. 




0. S-2, CRT-meaiured rltellnie check*. 



A and C: Type 3T2 Internal Samplet/DIv twitch ot 100. 

B and D; Type 3T2 Internal Sample*/DI« iwilch at Variable. 



A, B and C: 200 pi/dlv, Type 3T2 In With Trigger mode. 

D: SO pt/div. Type 3T2 500 p*/div and X10 DItplay Mag in With Trigger mode. 



Fig S-6. Sampling Head rlietime check ditplayt. left i* correct. Right I* flow due to clockwite rotalien of Avalanche Volt* control. 



posilion where the displayed pulse time |ilter is the leost 
Ad|osting R174 for least trigger jitter (ncor its counterclockwise 
end| usually speeds the fast Pulse Output so the pulse rise- 
time is about 45 or 50 ps.) 

c. Once a pulse display is obtained, position it and the 
digital 0% and 100% zones os shown in Fig. 5-6A or C. 
Read the risetime fram the Digital Unit. With the Type 3T2 
Time Magnifier at X50 for 200 ps sweep rate, 350 ps will be 
reod as -* 0.350 NS, and 75 ps will be read as -f-0.075 NS. 

If the Type S-l risetime is 350 ps or less, proceed to 
Step 5. 



If the Type S-2 risetime is 86 ps or less, proceed to Step 5. 

If the risetime of the sampling hood is too slow, perform 
Step 4 

CRT Measurement of Risetime 
Set the Type 3T2 controls. 

Internal Somples/Div Varioble 

Front Panel Samples/Div 9 o'clock 

Start Point Before Trigger 
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Trig Sensitivity Clockwise to free run until 

a trace appears (ser- 
eral seconds), then back 
to 10 o'clock area for 
least trigger jitter. 

Time Position Counterclockwise until 

step pulse appears. 

The Type S-1 risetime can be measured at 200 ps/div sweep 
rate with the Type 3T2 Range and Time Magnifier controls 
as set in the digital readout step. 

The Type S-2 risetime can best be measured at 50 ps/div 
sweep rate. Set the Type 3T2 controls; 



Range 


100 ns 


Time Magnifier 


X20 


Display Mag 


XIO 



For either type head, use the Type 3S2 Units/Div Variable 
control to obtain an 8 division vertical display. 

Most accurate risetime measurement from the CRT is made 
by taking a photograph. Scribe the photo in a manner simi- 
lar to that done in Fig. 5-6B or D. 

If the Type S-1 risetime is 350 ps or less, proceed to 
Step 5. 

If the Type S-^ risetime is 86 ps or less, proceed to Step 5. 

If the risetime of the sampling head is too slow, perform 
Step 4. 

4. Adjust Risetime O 

Adjusting the risetime of either type sampling head uses 
basically the same procedure. The displays are different 
due to the difference in risetime and noise limits. 

a. Each internal control has its particular effect upon 
sampling head operation. The list below gives the general 
effect of each control. 



Control 


Function 


Avalanche Volts, R66 


Alters strobe pulse ampli- 
tude and risetime, which 
effects the display risetime 
and dot response. Clock- 
wise rotation makes rise- 
time slower. 


Snap-Off Current, R57 


Alters dot response and 
display noise. Must be 
adjusted any time Ava- 
lanche Volts is changed. 


Gain, R46 


Alters dot response (by 
changing the feedback 
loop gain). 


Bridge Volts, R26 


Sets sampling diodes re- 
verse voltage. Decreas- 
ing the bridge volts (coun- 
terclockwise rotation) 



slows display risetime by 
permitting a longer diode 
conduction time due to 
fixed amplitude strobe 
pulses. Keeping the Bridge 
Volts near maximum 
(clockwise) allows better 
sampling dot response 
linearity as well as a 
larger input signal dy- 
namic range. 

Bridge Bal, R22 Introduces an internal off- 

set voltage to the feed- 
back loop to cancel nor- 
mal error signals in the 
sampling loop, including 
normal unbalance in the 
sampling bridge. R22 is 
adjusted (with DC Offset 
at zero) to cancel most of 
the trace vertical shift as 
the Units/Div switch posi- 
tion is changed. 

Transient Response, R13 Adjusts the magnitude of 

blow-by correction signal. 
(Not important when set- 
ting risetime.) 

NOTE 

It is usually possible to achieve a risetime value 
less than that quoted in Section 1 for both the Type 
S-1 and the Type S-2. The faster risetime is pos- 
sible while also meeting the other specifications 
of noise and pulse flatness deviation. A single 
CRT measurement of risetime is usually adequate 
to check for proper sampling operation. An exact 
figure of the system (pulser, coaxial cable, and 
sampling head system) risetime can be more 
easily obtained by use of a digital readout unit. 
The digital readout figure can be accepted as the 
risetime of the Type S-1 itself if the Pulser used 
is as fast as the Type 284. However, the digital 
readout of a Type S-2 system risetime is that of 
the system and not just the S-2 alone. The proce- 
dure below is not specifically limited to use with 
either form of risetime measurement; therefore, if 
you use a digital system, set the digital unit con- 
trols as listed in Step 3. Risetime adjustment is 
given as the first recalibration step, because any 
time the Avalanche Volts control setting is changed, 
it is necessary to also adjust R57, R46 and R22 in 
that order. 

b. Remove the sampling head cover. The head must be 
on an extender cable for access to all controls. Make the 
connections shown in Fig. 5-4. Set the controls as in Step 3. 
Preset the sampling head internal controls (see Fig. 5-7); 

Type S-1 

BRIDGE VOLTS Fully Clockwise 

GAIN 30° from clockwise end 



@ 
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RigKi fid* 




■rldg* 

•alone* 



Vallt «J6 «*fp*nf* R13 

l*lt SM* 



R46 



fig Sompling h«od control locotlont. 



Type S-2 

BRIDGE VOLTS Fully Clockwuc 

GAIN Folly Clockwijc 

Lcove the other hood controls os pcrviously odjuitcd, 

Type S-1 Procedure 

c. Opcfotc the Type 3T2 with the Storf Point switch ot 
With Trigger Obtoin o display ol the pulse rise. 

Assuming that the risetime is slow, acl|usi the Avolonche 
Volts control about 5* counterclockwise. Fig 5-8B shows o 
triple exposure of the effects ol changing the setting of the 
AVALANCHE VOLTS control. Both the vertical and hori/ontol 
chonges wore caused by the AVALANCHE VOLTS control 
only, the verticol and horizontal Position controls were not 
touched. 

Check the risetime ond do (d.) below. Then continue to 
adjust the AVALANCHE VOLTS control until the risetime is 
350 p$ or less, 10% to 90%. Repeat (d) again. 

d Operate the Type 3T2 with the Start Point switch a* 
Before Trigger. Obtain o display ol the pulse rise 

Adjust the SNAP OFF CURRENT control to minimize loop 
goin. This is done by first using the Type 3S2 Dot Response 
control to determine whether the display dot response is 
more thon or less then unity. If if is less thon unity, od|U$t 
the SNAP-OFF current control to reduce the trace vertical 
spread. If the dot response is more thon unity, adjust the 
SNAP-OFF CURRENT control to increose the troce verticol 
spread. (Sec Fig 5-8A| 



NOTE 




Fig. S-l. Typ* S-l ditployt for >t*p 4 Sw**p rat*: 300 pi/dlv 

350 ps. The practical adjustment limit lies with 
the range of both the SNAP OFF CURRENT and 
the GAIN controls. If the AVALANCHE VOLTS 
control is adjusted for too fast a risetime, one or 
both of the other controls will reach the end of 
its adjustment range and prevent proper calibra- 
tion. 

As the SNAP-OFF CURRENT control is turned, the display 
will move. The disploy shift is m the form of o rising or o 
dipping arc. The verticol component of the display move- 
ment is a result of a change in SNAP-OFF CURRENT, rather 
thon ony signal input chongc. The peok of the arc in either 
the positive or the negotive direction occurs very near the 
point at which moximum loop gain occurs. Set the SNAP- 
OFF CURRENT control to the point where the disploy is ot 
the peak of the ore, rather thon precisely at maximum loop 
goin. This produces minimum display noise with proper 
risetime. 



The Type S-1 will in some cases have less display e. Set the Type 3S2 Dot Response control to its electrical 

noise when adjusted for a risetime foster than midpoint. The electricol midpoint is found by watching the 
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changes in trace spread through the tolol range of adjustment 
of the control. Set the dot response for a trace spread holf- 
way between maximum loop gain and minimum loop gain. 

Now adjust the Type S-I GAIN control for unity dot re- 
sponse as indicated at the right of Fig. 5-8A. 

Type S-2 Procedure 

f. Operate the Type 3T2 with the Start Point switch ot 
With Trigger. Obtain a display of the pulse rise. 

Adjustment of the Type S-2 AVALANCHE VOLTS and 
SNAP-OFF CURRENT controls is made with the GAIN control 
ot maximum and the Typo 3S2 Dot Response control set to 
its electrical midpoint (see o. above). 

NOTE 

Before touching the AVALANCHE VOLTS control, 
chock that the Type 284 Pulse Generator Snap 
Current control IRI74) is adjusted near the coun- 
terclockwise end of rotation. RI74 is correctly 
adjusted when the displayed pulse horizontal time 
jitter is at a minimum. Minimum displayed lime 
jitter is also obtained by careful adjustment of the 
Type 3T2 Trig Sensitivity control. After setting 
both the Pulse Generator Snap Current and the 
Type 3T2 Trig Sensitivity control, adjust the Type 
284 TD Bias control for additional reduction in 
time jitter. 

g. Adjust the Typo S-2 AVALANCHE VOLTS control ond 
then the SNAP-OFF CURRENT control for unify dot response. 
(See Fig. 5-9.) The procedure is to set the dot response to 
unity (ot the pulse top) with the AVALANCHE VOLTS control 
to maximize loop goin. If this causes the dot response to be 
greater than unity, reduce it with the AVALANCHE VOLTS 
control and again miximize loop gain with the SNAP-OFF 
CURRENT control. 

If the Avolonche Transistor, the Snap-off diode, and the 
two Sampling Bridge diodes ore good, the system risotimo 
will be on the order o( 73 to 75 ps 10% to 90%, 

As the Type S-2 SNAP-OFF CURRENT control is turned a 
continuous vcrticol shift of the display occurs with a slight 
slowing of the rate near moximum loop gain The fmol set- 
ting of the SNAP-OFF CURRENT conrol is at the slowed rate 
of vertical shift, almost coincident with moximum loop gam. 

h. Check the risetime (os shown in Fig. 5-6C or D). It must 
be < 86 ps 10% to 90%, and will probably be closer to 75 
ps. (The 86 ps limit is calculated for the conditions of o 70 ps 
risetime Type 284 pulse, ond a 50 ps risetime Type S-2.) 

NOTE 

If in the previous risetime adjusting step the sam- 
pling sweep unit is not a Type 3T2, random sampl- 
ing is not available to show dot response. In this 
case, each lime the dot response is to be checked, 
the signal and sweep rate and triggering must each 
be changed. The proper procedure for checking 
dot response using a Type 3T4 or Type 3T77A 
sampling sweep unit follows. 




Fig. 5*9. Ooubit •ipoivr* of Typt Dot Ro^ponio fTypo 3T3 
optroling ol Bofero Trlggor. f 

1. Set the Type 284 Period switch to I /is, the 
Mode switch for a square wave output and the 
Square Wave Amplitude control for 1.0 V output. 
Install the variable ottenualor between the Type 
284 and the sampling head input. 

2. Set the sweep rale to 0.2 /rs/Div. Remove 
the trigger cable from the Ext Trigger input 
connector and set the Trigger Sensitivity control 
clockwise for o free run trace. It then may be nec- 
essary to adjust the Recovery Time control for 
a proper display. 

3. A proper Type S-I dot response display is 
shown in Fig. 5- IOC and D. Note thot the ompli- 
tude is the same as the square wave signal of 
Fig. S-lOA when the Type S-I dot response linear- 
ity is checked in the next step. 

4. A proper Type S-2 display is four divisions, 
instead of the five shown. The photographs of Fig. 

5- IOC and 0 are lime exposures of four sweeps, 
making the photos look similiar to the CRT display 
as viewed by the colibrating technician. 

5. Thus, the preceding risetime adjustment step 
requires that the sampling head signal source be 
changed from the Type 284 fast Pulse Output to 
the Square Wave Output for checking dot response, 
when the sampling sweep unit is not a Type 3T2. 

C'hrck Dot R<*spon.sc Linearity 

Requirement — Type S-I: Dot will move full omplitude 

— 5%, of any signol up to 500 mV peak to peak when som- 
pling sweep unit is either double triggered or free run 

Type S-2: Dot will move full amplitude 

— 5%, of any signol up to 200 mV peak to pook when time 
bose unit is either double triggered or free run. 
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Fig. 5-10. A and B obtalnad wKh Typ* 3T} in rondom mod*. C and 0 with Typ« 3T4 or Typo 3T7FA ol 0.3 /<i/dl«, trot tun No oolotnol 
liiggoi tlgnal oppliod 



The connections between the Type 284 and the sampling 
head ore changed in this stop. The head can be either on the 
OKtender cable with or without the cose installed, or it can 
be in the Type 3S2 with the cose in piece 

Connections between the Type 284 Square Wove Output 
connector and the sompling head input connector include 
attenuoiion The ottenuotion con be attained either by fixed 
50 1! GR-874 type ottenuotors, or the special vonoble at 
tenuator, item 1 1 of the equipment required list. 

Attenuation is 2X for the Type S-1, and 5X for the Type 
S-2, when the Square Wave Amplitude is 1.0 volts. 

o, Install the correct attenuator to the Type 284 Square 
Wave Output connector. Connect the output side of the at- 
tenuator to the sampling head input connector. 

b. Set the Type 284 Period switch to 100 ns (set it to 1 ,ns 
when the sampling sweep unit is other thon a Type 3T2) 
Set the Type 3T2 Range switch to 10 /is, the Time Mognifier 
to X50 and the Start Point switch to With Trigger. 



c. Set the Type 3S2 Units/Div switch to 100 when checking 
a Type S-1, and a 50 when checking a Type S 2. Obtain a 
triggered squore wove d«sploy 

Type S-1. Set the With Trigger disploy omphtude to 

exoctly 5 divisions {500 mV input). Then adjust the Typo 3S2 
units/div Voriabic control counter clockwise until the disploy 
IS 4 divisions peak to peak. This sets the disploy at 257o 
per major graticule division 

Type S-2: Set the Wilh Trigger disploy omphtude to 

exoctly 4 divisions (200 mV input), or 257, pnr mO|or groficule 
division. 

d. Set the Type 3T2 Start Point switch to Before Trigger 
(or free run sampling sweep unit ot 0 5/is/div if not o Type 
3T2|. Obtain a triggered display. 

Set the Type 3S2 Dot Response control so the top of the 
square wove is ot unity loop gain (ore troce). The bottom 
of Ihe squore wave can show two troces, but the dot response 
overshoot or undershoot must not be grater thon 5%. or 1 
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minor groficule division. |5% of Fig. 5-1 OC or D is 1.25 minor 
graticule divisions.) 

If the dot response overshoots or undershoots more than 
5%, the problem is either unbolonced sampling bridge diodes, 
or unbolonced strobe poises to the bridge. If no components 
on either the strobe generator board or the sampler board 
ore broken (or unsoldered), change the sompling diodes 
after reading the Note in Step 2d. Damage to leadless co- 
ocitors is about the only way the strobe pulse amplitudes can 
be unbolanccd, and this is unlikely with normal care of the 
instrument.) 

6. Preliminary Bridge Bal Adjust O 

o. Place the 20 cm oir line on the sompling bead input con- 
nector Leave the other end of the line open. 

Free run the sampling sweep to obtom a no-signal trace. 

b, Set the Type 352 Offset control for zero volts at ihe 
front panel Offset jack Use either the test oscilloscope or o 
bench multimeter to determine zero volts. 

c As the Type 3S2 Units/Div switch is operated through 
its rongcs, adjust the sampling head BRIDGE BAL control 
(R22) for no more then one division of vertical shift in the 
trace. (This control adjustment voiies with the case on or off 
the sampling head, ond vanes with changes in extender 
coble.) 



7, Adjust Transient Response Control, R13 O 

a. Connect the Type 264 Square Wave Output connector 
to the sampling hood input Use proper attenuation |or Ihe 
voriablo attenuator) for 0.5 volt to the Type S-1, or 0.2 volt 
)o the Typo S-2. 

Set the Type 284 Period switch to 1 /is. Sot the swoop rate 
lo I /is/div and obtain a triggered display. 

b. The display should be one cycle per division with Ihe 
square wave lop and boMom flat (paiallol lo a graticule line) 
Fig. 5-11 15 a double cxposuie showing a coirect ad|usiment 
o( Ihe TRANSIENT RESPONSE control, and on incorrect ad 
(usiment The lilt of the square wove con be cither rising 

or falling when R13 is not correctly adiosicd. 

c. Adjust R13 so the square wave display is flat. 

fl. Clu’fk l*ul.sc riatiH'ss Drvialioii 

Requirement — Type 5-1 Pulse will not deviate from Hot 
more than 4 '/?% to —3% for first 5 ns after pulse reaches 
50% amplitude, nor will it deviate more than -fyj% to 
— Vj% (totol of 1%l Ihcfcaftcr, 

Type S-2; Pulse will not deviate from flat 
more than 457o to —57, for first 2.5 ns alter pulse reoches 
50% amplitude, nor will it dcviole more than -| 2% to 
—2% (totol of 47„) thcreofter, 

a. Connect the 20 cm air line to the Type 284 Pulse Output 
connector ond the Sampling Head to the other end of the 
air line. 




Mg. 5-11. Dowbl* expotwr* whlU ad)uit*ng R13, Tronil«nt Rtiponi* 
control 

Type S-1 

Set the sweep rate lo 2ns/div, and the vertical for o 5 
div display at lOOmV/div (use the Varioble if needed), Then 
chonge the mV/div control (without moving the Voriable) to 
5mV/div or 1% per division. Bring the pulse top into view 
with the OC Offset control. See Fig. 5-12A 

Typo S-2 

Set the swoop rate to I ns/div, and the verficol lor o 5 
div display at lOOmV/div (use the Variable if needed) Then 
chonge ihc mV/div control (without moving the Vanablcl to 
lOmV/div, or 2% per division Bring the pulse lop into view 
With the DC Offset control. Sec Fig. 5-1 3A 

b. Timc-posilion the display so the pulse rise is oboul o 
liaco width inside the gialiculc edge. Check along the 
tiaco bottom for dcviolions as listed in the requirements, and 
as shown in Fig. 5-12 and Fig. 5-13. 

Change the sweep rote os listed under the Ihteo poits of 
Fig. 5-12 and Fig. 5-13, and check lor deviations as shown. 

NOTE 

The major dip 1,7 ns after the pulse rise is due to 
Type 284 Pulse Generator reverse termination. 
Some other minor aberrations are olso due lo the 
Type 284. The requirement limits include devia- 
tions that are port of the Type 284. Therefore, the 
limits apply only when testing with the Type 284, 
and with a 20 cm oir line between the pulscr and 
the sampling head, 

c. If either unit exceeds the pulse flatness deviation limits 
above, check the mechanical lit of Ihe input connector. An 
improper (or loose) fit of Ihe cooxial Ironsition from round 
to flat at the Sampler Boord input causes excessive aberra- 
tions when viewing o fast pulse. Also, check the solder con- 
nections between the round center conductor and the Sampler 
Board. See the Maintenance section of this manual. 






5-13 



http://manoman.sqhill.com 




Performance Check/Recalibrafion — Type S-2 







A. 1 nt/div S mV/diy = 3%/diy. 



B SOO p«/dlv $ nnV/dIv = } % /div. 



C. 200pi/dly. 5mV/diy = 2%/dlv. 



fig. 5*12. Check of Typo S*1 pulto flornott dovlofion. Stop 8. 



Fig. 5-13. Chock of Typo S-2 pulio flolnoti dovialion. Sfop 8. 
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Performance Check/Recalibration — Type S-2 



9. Check 'I’racc Shift With Trinijcr Rate 
Change From 30 Hz to 30 kHz 

Requirement — A no-signal froce will not shift verticolly 
more thon 10 mV when the time bose externol trigger rote is 
changed from 30 Hz to 50 kHz. 

o. Use the lest oscilloscope os o trigger rote generator. 
Use the front panel -f Gate signal |-t-20 volts peok) to drive 
the time bose external trigger input. Feed the -t Gate directly 
to the Type 3T2 1 Mll/UHF Sync connector and trigger on 
the — Polority of the signal. |lf the sampling sweep unit is a 
Type 3T4 or 3T77A, place a lOkll '/j watt resistor between 
the test oscilloscope 4- Gate terminal ond the time base 
external 50 11 trigger input connector to provide 100 mV of 
triggering signal.) 

Set the test oscilloscope A sweep controls for o free run 
sweep. To obtoin o 30 Hz trigger signal, set the Time/Div 
switch to 0.5 ms and the Variable time/div control to a posi- 
tion about 45* left ol top center, To obtain a 50 kHz trigger 
signal, set the Time/Div switch to 20;*s ond the Vorioble 
time/div to o position 45* clockwise from bottom center. 

b. Place either the 20 cm oir line or o 50 11 termination on 
the sampling head input connector. Set the sampling sweep 
unit for an external triggered sweep rate of 50 ns/div |to 
assure the shortest trigger circuit holdoff period, ond that 
the triggering rote con octuolly follow the external triggering 
signal repetition rate. 

c. Sot the Type 3S2 Units/ Div control to 10 Connect the 
external trigger rote generator signol to the sampling sweep 
unit and obtain a triggered sweep at either 30 Hz or 50 
kHz repetition rate. Set the Type 3S2 DC Offset control to 
ploce the troco ot one of the groticule lines. 

d Switch the trigger rote generator through its ronges 
to the other frequency limit and check that the CRT trocc docs 
not move up or down farther thon a total ol one division, 

e. If the trocc moves too far, change either the hood 
avolonche tronsistor (069) or the sampling bridge diodes 
Chonging either ol these paits requires storting this procedure 
again at Sep I 



10. Final Bridge Bal Adjust 

o. Ploce the sompling hood cose on the head, securing the 
four mounting bolls at the reor. 

Fig. 5-14 shows the correct orientation ol the sampling head 
cose when reinstalling it. Note that the Preamplifier and 
Strobe Generator boards slide between port ol the cose and 
the zig-zog spring that runs from the front to the back. Cor- 
rect cose orientation places the one hole in the cose over the 
Bridge Bal control. In sliding the case on, the while plostic 
locking latch must be fitted into p>ort of the costing. 

The rear casting connol be mounted incorrectly because 
the trigger pickolf output cooxial connector fits through a 
hole in the casting Place the reor casting in place before in 
serling the four long mounting bolts. Fit the rear casting ond 
cose in place by hand so there is no space between either 
end casting and the cose before tightening the bolts. 




Fig S-14 Cerrtcl beard and latch posllloni whan lalnilelling ih# 
Sampling Head laia 

Place the 20 cm air line on the head inpul connector. 

b. Ploce the head either inside the Type 3S2 Channel A 
comportment, or upon the extender cable with which it is 
normally used If the heod is not normolly used on on ex- 
tender coble, odjust the Bridge Bol control with the head 
inside the Type 3S2. 

c. Free run the sompling sweep unit with a 50 ns swoop 
rote |a 3T4 or 3T77A ot .5ps/div) Sol the ChonncI A DC 
Offset control lor zero volts ot the front ponci Offset con- 
nector. Center the troce with the Position control. 

d. Operole the Type 3S2 Unils/Div switch through its 
ranges ond ad|usl the BRIDGE BAL control (through the hole 
in the left side of the cose) lor not more thon one division 
of verticol shift 

II. Chrek 'I'aiigcnfial Display Noise 

NOTE 

When moking o visual noise reoding from a som- 
pling display, the eye interprets a noise value 
which is neither the RMS nor the peak to peak 
value. Since most observers ogrec that the dis- 
played noise value is approximately 3 limes the 
RMS value, the Tongential Noise here defined is 
3 times the RMS value. (The measurement techni- 
que given produces acceptable agreement between 
various operators as to the instrument's noise 
volue.) 

Requirement — Type S-l: Tangential noise will be not 

greater than 2 mV, with the cose on the sompling head 

Type S-2 Tangential noise will be not 

greater thon 10 mV, with the cose on the sompling head 
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Performance Check/Recalibration — Type S-2 



0 . Install a 5X 50 W ottenootor on the Type 284 Square 
Wave Output connector. Install the special variable attenu- 
ator onto the 5X attenuator. Connect a 50 Q coaxial cable 
(RG-58/CU, 5 ns signol deloy) between the variable attenua- 
tor and the sampling heod input connector. (The sompling 
head con be either inside the Type 3S2, or on on extender 
cable. The case must be in place on the heod.) 

b. Set the Type 284 controls: 

Period 1 ps 

Squore Wove Amplitude 100 mV 

Leod Time Optionol 

c. Set the Type 3S2 controls: 

Type S-1 

Uniti/Div 5 

Type S-2 

Units/Oiv 20 

d. Set the sampling sweep unit controls: 

Trig Sensitivity Clockwise - free run 

Sweep latc 1 /i$/div 

Remove any extornol coble from the sampling sweep unit 
external trigger input connector. 

c, Refer to Fig. 5-15 during the following noise meosurc- 
meni procedure. 

(1) Obtain o display (1) of two troccs. Adjust the voiioble 
attenuator until the two traces blend together just to the 
point |2| at which they appeor as one trace. 

(2) Typo S-1 

Set the Type 284 Square Wove Amplitude control to 1.0 V 
|X10 signol amplitude). The display (3) now hos a tangential 
deflection foctor of 0.75mV/div. ,i per division is 

equol to the Type 3S2 units/div setting of 5 mV divided by 2, 
times 3 divided by 10 = 075mV/div.| Therefore, the 2 mV 
tongentiol noise limit includes 2.66 groticulc divisions |3) 
of Fig 5-1 5A. Check that the bottom edges of the two traces 
are not more than 2 66 divisions apart. Waveform (3) Fig 
5-1 5A measures os 11 mV tongentiol noise. 

Type S-2 

Set the Type 284 Square Wove Amplitude control to 1.0 V 
(XIO signal amplitude). The display |3) now hos a tangential 
deflection factor of 3 mV/div. (Ei^j^i , per division is equal 
to Ihc Type 3S2 units/div setting of 20 mV divided by 2. 
times 3 divided by 10 ~ 3mV/div). Therefore, the 10 mV 
tongentiol noise limit includes 3.33 groticule divisions |3) of 
Fig. 5-1 58. Check thol the two traces bottom edges ore not 
more than 3.33 divisions apart. Waveform (3) of Fig. 5-1 58 
measures as oboot 8.8 mV tangential noise. 




Fig. 5^1 5. Triple expeftwret ef Tongential nolle meoiurementir 
Step n 

Determining Tangential Noise Deflection Factor 

The noise displays (3 of Fig. 51 5A ond B| hove a noise 
deflection foctor based upon Ihc signal ompliiudo, the Type 
3S2 Units/Div switch setting, the fact lhat the final trace 
scporolion is twice the RMS noise, ond lhat the tangential 
noise IS then 3 times the RMS noise. The square wove signal 
ompliludc that mokes two troccs appear os one sets the 
trace seporation to twice the RMS noise. The procedure used 
here then permits a noise dclicclion (octor to be determined 
by dividing the input mV/div deflection foclor by 2 (troce 
seporotion is 2 X the RMS noise), multipling by 3 |tongcn- 
tiol noise is 3 X ihc RMS noise) and then dividing by 10 (the 
signal omplitude chongc complement). 

f If Ihc tangential noise is outside the required limits, 
return to Step 4. In a Type S-1 choose on Avolonche Volts 
setting thot produces minimum noise riglir oiler the pulse rise 
(in With Trigger sweep model). If it is impossible to obtoin 
0 sufficiently low noise figure, reploce Q69 and repeot the 
rest of the procedure again. 
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ABBREVIATIONS AND SYMBOLS 



A or amp 
AC or ac 
AF 
a 

AM 

B 

BHB 

BHS 

BNC 

X 

c 

c 

cap. 

cer 

cm 

comp 

conn 

c/s or cps 

CRT 

csk 

A 

dB 

dBm 

DC or dc 
DE 

°C 

°F 

°K 

dio 



div 

EHF 

elecf. 

EMC 

EMI 

EMT 



e 

> 

< 

ext 

F or f 
F & I 
FHB 
FHS 
Fil HB 
Fil HS 
FM 
ft 
G 



g 

Ge 

GHz 

GMV 

GR 

> 

H or h 
h 

hex. 

HF 

HHB 

HHS 

HSB 

HSS 

HV 

Hz 

ID 

IF 

in. 

incd 

00 



int 



f 



k 

ka 

kc 



kHz 



amperes 

alternating current 
audio frequency 

alpha— common-base current amplification factor 
amplitude modulation 
approximately equal to 

beta — common-emitter current amplification factor 

binding head brass 

binding head steel 

baby series "N" connector 

by or times 

carbon 

capacitance 

capacitor 

ceramic 

centimeter 

composition 

connector 

cycle 

cycles per second 
cathode-ray tube 
countersunk 
increment 
decibel 

decibel referred to one milliwatt 
direct current 
double end 
degrees 

degrees Celsius (degrees centigrade) 

degrees Fahrenheit 

degrees Kelvin 

diameter 

divide by 

division 

extremely high frequency 
electrolytic 

electrolytic, metal cased 

electromagnetic interference (see RFI) 

electrolytic, metal tubular 

epsilon — 2.71828 or % of error 

equal to or greater than 

equal to or less than 

external 

farad 

focus and intensity 
flat head brass 
flat head steel 
fillister head brass 
fillister head steel 
frequency modulation 
feet or foot 
giga or 10*^ 

acceleration due to gravity 

germanium 

gigahertz 

guaranteed minimum value 
General Radio 
greater than 
henry 

height or high 

hexagonal 

high frequency 

hex head brass 

hex head steel 

hex socket brass 

hex socket steel 

high voltage 

hertz (cycles per second) 

inside diameter 

intermediate frequency 

inch or inches 

incandescent 

infinity 

internal 

integral 

kilohms or kilo (10^) 

kilohm 

kilocycle 

kilohertz 



L 

X 

» 

< 

LF 

ig 

LV 

M 

m 

MS2 or meg 

me 

met. 

MHz 

mm 

ms 

mtg hdw 
n 

no. or ^ 

ns 

OD 

OHB 

OHS 

12 

ro 

P 

/ 

% 

PHB 

<6 

TT 

PHS 

+ 

± 

PIV 

piste 

PMC 

poly 

prec 

PT 

PTM 

pwr 

Q 

RC 

RF 

RFI 

RHB 

o 

RHS 

r/min or rpm 
RMS 

s Of sec. 

SE 

Si 

SN or S/N 

« 

T 

TC 

ID 

THB 

e 

thk 

THS 

tub. 

UHF 

V 

VAC 

var 

VDC 

VHF 

VSWR 

W 

w 

w/ 

w/o 

WW 

xmfr 



inductance 

lambda — wavelength 

large compared with 

less than 

low frequency 

length or long 

low voltage 

mega or 10^ 

milli or 10"^ 

megohm 

micro or 10"* 

megacycle 

metal 

megahertz 

millimeter 

millisecond 

minus 

mounting hardware 

nano or 10"^ 

number 

nanosecond 

outside diameter 

oval head brass 

oval head steel 

omega — ohms 

omega — angular frequency 

pico or 10"*^ 

per 

percent 

pan head brass 
phi — phase angle 
pi— 3.1416 
pan head steel 
plus 

plus or minus 

peak inverse voltage 

plastic 

paper, metal cased 
polystyrene 
precision 
paper, tubular 

paper or plastic, tubular, molded 
power 

figure of merit 
resistance capacitance 
radio frequency 

radio frequency interference (see EMI) 

round head brass 

rho — resistivity 

round head steel 

revolutions per minute 

root mean square 

second 

single end 

silicon 

serial number 
small compared with 
tera or 10'^ 

temperature compensated 
tunnel diode 
truss head brass 

theta — angular phase displacement 
thick 

truss head steel 
tubular 

ultra high frequency 
volt 

volts, alternating current 
variable 

volts, direct current 
very high frequency 
voltage standing wave ratio 
watt 

wide or width 

with 

without 

wire-wound 

transformer 



PARTS ORDERING INFORMATION 



Replacement parts are available from or through your local Tektronix, Inc. Field 
Office or representative. 

Changes to Tektronix instruments are sometimes made to accommodate improved 
components as they become available, and to give you the benefit of the latest circuit 
improvements developed in our engineering department. It is therefore important, v^^hen 
ordering parts, to include the following information in your order: Part number, instrument 
type or number, serial or model number, and modification number if applicable. 

If a part you have ordered has been replaced with a new or improved part, your 
local Tektronix, Inc. Field Office or representative will contact you concerning any change 
in part number. 



SPECIAL NOTES AND SYMBOLS 



xooo 

00 X 

* 000 - 0000-00 
Use 000-0000-00 

O 



Part first added at this serial number 
Part removed after this serial number 

Asterisk preceding Tektronix Part Number indicates manufactured by 
or for Tektronix, Inc., or reworked or checked components. 

Part number indicated is direct replacement. 

Screwdriver adjustment. 

Control, adjustment or connector. 



Type S-2 



SECTION 6 

ELECTRICAL PARTS LIST 



Values are fixed unless marked Variable. 



Tektronix Serial/Model No. 

Ckt. No. Part No. Eff Disc Description 



Capacitors 



Tolerance ±20% unless -otherwise indicated. 



C5 


283-0133-00 


5pF 


Cer 


50V 


C6 


283-0133-00 


5pF 


Cer 


50V 


C7 


283-0137-00 


7pF 


Cer 




C8 


283-0137-00 


7pF 


Cer 




Cl 4 


283-0136-00 


10 pF 


Cer 


50V 


C19 


283-0121-00 


0.001 jaF 


Cer 


200 V 


C28 


290-0188-00 


0.1 fiF 


Elect. 


35 V 


C34 


283-0067-00 


0.001 /xF 


Cer 


200 V 


C40 


283-0067-00 


0.001 /xF 


Cer 


200 V 


C43 


290-0246-00 


3.3 /iF 


Elect. 


15V 


C44 


283-0003-00 


0.01 fxF 


Cer 


150 V 


C45 


283-0066-00 


2.5 pF 


Cer 


200 V 


C46 


283-0000-00 


0.001 jxF 


Cer 


500 V 


C49 


283-0003-00 


0.01 fxF 


Cer 


150 V 


C51 


283-0121-00 


0.001 fxF 


Cer 


200 V 


C53 


283-0121-00 


0.001 fxF 


Cer 


200 V 


C55 


290-0134-00 


22fxF 


Elect. 


15V 


C59 


283-0072-01 


0.01 /xF 


Cer 




C63 


283-0103-00 


180 pF 


Cer 


500 V 


C64 


283-0103-00 


180 pF 


Cer 


500 V 


C65 


283-0005-00 


0.01 ^xF 


Cer 


250 V 


C69 


281-0612-00 


5.6 pF 


Cer 


200 V 


ai 


283-0121-00 


0.001 /xF 


Cer 


200 V 







Semiconductor Device, Diodes 




D5 \ 
D6 ) 


*152-0361-00 


GaAs, matched pair 




D41 


*152-0185-01 


Silicon 


Replaceable by 1N4152 


D61 


*152-0335-00 


Silicon 


Snap-Off 



Inductors 



LI 2 


276-0543-00 


Core, Ferrite 


LI 7 


276-0543-00 


Core, Ferrite 


L55 


*120-0382-00 


Toroid, 14 turns 


L60 


*108-0170-00 


0.5 mF 


L62 


*108-0170-00 


0.5 /aF 


® 







5% 

5% 



5% 



10 % 

10 % 

10 % 

10% 



5% 

5% 



±0.5 pF 
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Electrical Parts List — ^Type S-2 



Connectors 



Tektronix Seriol/Model No. 
Ckt. No. Port No. Eff Disc 



Description 



PI 7 



*175-0481-00 



Coble Assembly, 2 % inches 



Transistors 



Q13 


*151-0212-00 


Silicon 


Tek Spec 


Q17 


*151-0212-00 


Silicon 


Tek Spec 


Q31 


151-1012-00 


Silicon 


FET 


Q41 


*151-0192-00 


Silicon 


Replaceable by MPS-6521 


Q45 


♦151-0192-00 


Silicon 


Replaceable by MPS-6521 


Q55 


151-0224-00 


Silicon 


2N3692 


Q69 


*153-0556-00 


Silicon 


Tek Spec 



Resistors are fixed. 


composition, ±10% 


Resistors 

unless otherwise indicated. 




R3 


317-0391-00 


390 n 


VsW 


R4 


307-0098-00 


56.4 Q 


R5 


317-0201-00 


2000 


Ys W 


R6 


317-0201-00 


200 0 


Vs W 


R7 


317-0151-00 


150 0 


YeW 


R8 


317-0151-00 


150 0 


YsW 


RIO 


317-0510-00 


51 O 


Ys W 


R12 


315-0152-00 


1.5 kO 


YsW 


R13 


311-0643-00 


50 O, Var 


R14 


317-0271-00 


270 0 


YsW 



5% 

V2% 

5% 

5% 

5% 



5% 

5% 

5% 

5% 



R15 


317-0102-00 


1 kO 


YsW 




5% 


R17 


317-0102-00 


1 kn 


YsW 




5% 


R18 


317-0360-00 


36 Q 


YsW 




5% 


R19 


317-0511-00 


510 n 


YsW 




5% 


R20 


321-0385-00 


100 kn 


YsW 


Prec 


1% 


R21 


321-0253-00 


4.22 kn 


YsW 


Prec 


1% 


R22 


311-0609-00 


2 kfi, Var 




R23 


321-0253-00 


4.22 kn 


YsW 


Prec 


1% 


R24 


321-0385-00 


100 kO 


YsW 


Prec 


1% 


R26 


311-0613-00 


100 kii, Var 





R28 


317-0473-00 


R29 


317-0473-00 


R31 


301-0912-00 


R33 


307-0124-00 


R34 


317-0202-00 



47kfi 


YsW 


47kJ2 


YsW 


9.1 kn 


Y2 W 


5 kn 


Thermal 


2 kn 


YsW 



5% 

5% 

5% 

5% 



R35 


301-0103-00 


R40 


317-0224-00 


R41 


317-0223-00 


R42 


317-0122-00 


R44 


317-0391-00 



10 kn 


YsW 


220 kn 


YsW 


22 kn 


YsW 


1.2 kn 


YsW 


390 n 


YsW 



5% 

5% 

5% 

5% 

5% 
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Electrical Parts List — Type S-2 



Resistors (conf) 



Ckt. No. 


Tektronix 
Part No. 


Serial/Model 

Eff 


No. 

Disc 




Description 




R45 


317-0303-00 






30 kn 


VsW 


5% 


R46 


311-0614-00 






30 kii, Var 






R47 


315-0472-00 






4.7 kn 


V 4 W 


5% 


R56 


317-0271-00 






270 n 


VsW 


5% 


R57 


311-0607-00 






lOkn, Var 






R59 


308-0243-00 






240 0 


3W WW 


5% 


R60 


317-0390-00 






39 0 


VsW 


5% 


R62 


317-0390-00 






39 0 


VsW 


5% 


R65 


317-0101-00 






100 0 


VbW 


5% 


R66 


31 1 -0644-00 






20 kO, Var 






R68 


317-0332-00 






3.3 kO 


VeW 


5% 


R70 


317-0332-00 






3.3 kO 


VsW 


5% 


R71 


317-0202-00 






2kO 


VsW 


5% 


R72 


31 5-0203-00 






20 kO 


’AW 


5% 


R73 


307-0124-00 






5 kO 


Thermal 





Transformers 



T75 



*120-0544-00 



Toroid, 2 turns - 5 turns, bifilar 



FIGURE AND INDEX NUMBERS 



Items in this section are referenced by figure and index numbers to the illustrations 
which appear on the pullout pages immediately following the Diagrams section of this 
instruction manual. 



INDENTATION SYSTEM 

This mechanical parts list is indented to indicate item relationships. Following is an 
example of the indentation system used in the Description column. 

Assembly and/or Component 
Detail Part of Assembly and/or Component 
mounting hardware for Detail Part 
Parts of Detail Part 

mounting hardware for Parts of Detail Part 
mounting hardware for Assembly and/or Component 

Mounting hardware always appears in the same indentation as the item it mounts, 
while the detail parts are indented to the right. Indented items are part of, and included 
with, the next higher indentation. 

Mounting hardware must be purchased separately, unless otherwise specified. 



PARTS ORDERING INFORMATION 

Replacement parts are available from or through your local Tektronix, Inc. Field Office 
or representative. 

Changes to Tektronix instruments are sometimes made to accommodate improved 
components as they become available, and to give you the benefit of the latest circuit 
improvements developed in our engineering department. It is therefore important, when 
ordering parts, to include the following information in your order: Part number, instru- 
ment type or number, serial or model number, and modification number if applicable. 

If a part you have ordered has been replaced with a new or improved part, your 
local Tektronix, Inc. Field Office or representative will contact you concerning any change 
in part number. 

Change information, if any, is located at the rear of this manual. 



ABBREVIATIONS AND SYMBOLS 



For an explanation of the abbreviations and symbols used in this section, please refer 
to the page immediately preceding the Electrical Parts List in this instruction manual. 



Mechanical Parts List — Type S-2 



INDEX OF MECHANICAL PARTS LIST ILLUSTRATIONS 

(Located behind diagrams) 

FIG. 1 EXPLODED VIEW 

FIG. 2 STANDARD ACCESSORIES 






Type S-2 



SECTION 7 

MECHANICAL PARTS LIST 



FIG. 1 EXPLODED VIEW 



Fig. & 
Index 
No. 


Tektronix 
Port No. 


Serial/Model No. 
Eff Disc 


Q 

t 

y 


DescripHon 

1 2 3 4 5 


1-1 


333-1035-00 




1 


PANEL, front 


-2 


386-1338-01 




1 


SUB-PANEL, front 


-3 


384-0687-00 




1 


SHAFT, extension, latch 


-4 


105-0066-00 




1 


STRIKE, latch 


-5 


131-0553-00 




1 


ADAPTER, contact to contact 


-6 


103-0076-00 




1 


ADAPTER, connector 




354-0322-00 




1 


RING, retaining (not shown) 




377-0196-00 




1 


INSERT, screw thread 


-7 


205-0091-00 




1 


SHELL, electrical connection 


-8 


132-0007-00 




1 


RING, snap 


-9 


103-0055-00 




1 


ADAPTER, contact to contact 


-10 


132-0028-00 




1 


INSULATOR, plastic 


-11 


132-0029-00 




1 


INNER CONDUCTOR 


-12 


132-0133-00 




1 


OUTER CONDUCTOR, sleeve 


-13 


220-0459-00 




1 


NUT, dodecagon, 7s-32xl inch 


-14 


670-0169-00 




1 


ASSEMBLY, circuit board — GATE 








- 


assembly includes: 




388-0934-00 




1 


BOARD, circuit 


-15 






1 


CLIP, plastic, w/diode 


-16 


131-0582-00 




3 


CONNECTOR, stand-off, female 


-17 


131-0586-00 




11 


CONNECTOR, terminal, feed-thru 


-18 






14 


SPACER, sleeve 








- 


mounting hardware; (not included w/assembly) 


-19 


211-0014-00 




7 


SCREW, 4-40 X V 2 inch, PHS 


-20 


210-0586-00 




7 


NUT, keps, 4-40 x ’4 inch 


-21 


119-0145-00 




2 


PLATE, line section 


-22 


670-0167-00 




1 


ASSEMBLY, circuit board— STROBE 








- 


assembly includes: 




388-0932-00 




1 


BOARD, circuit 


-23 


131-0391-00 




2 


CONNECTOR, stand-off, male 


-24 


136-0252-00 




6 


SOCKET, pin connector 


-25 


136-0263-00 




5 


SOCKET, pin connector 


-26 


344-0061-00 




2 


CLIP, diode 


-27 


670-0168-00 




1 


ASSEMBLY, circuit board — PRE AMP 








- 


assembly includes: 




388-0933-00 




1 


BOARD, circuit 


-28 


131-0391-00 




1 


CONNECTOR, stand-off, male 


-29 


131-0252-00 




10 


SOCKET, pin connector 


-30 


136-0263-00 




9 


SOCKET, pin connector 




210-0707-00 




1 


EYELET, gold plated (not shown) 


-31 


380-01 2S00 




1 


HOUSING, wrap around 


-32 


386-1337-01 




1 


PANEL, rear 








- 


mounting hardware: (not included w/panel) 


-33 


211-0141-00 




4 


SCREW, 4-40x3’/, inches, PHS 



7-1 



SECTION 8 
DIAGRAMS 



The following symbols ore used on the diagrams: 




Screwdriver adjustment 



Front panel control or connector 



Clockwise control rotation in direction of 
arrow 




Refer to indicated diagram 




Blue line encloses components located on 
circuit board 



VOLTAGE AND WAVEFORM 
TEST CONDITIONS 



Typical voltage measurements and waveform photographs (shown in 
blue) were obtained under the following conditions unless noted on the 
individual diagrams: 



Test Oscilloscope 
Bandwidth 
Probe Input 
Probe Ground lead 
Triggering 

DC Voltmeter 

Type 

Type S-2 conditions 

Vertical input signal 

Sampling Unit 

Vertical Position 
DC Offset 

Sampling Sweep Unit 

Type 3T2: use any con- 
venient sweep rate and 
free run the sweep with 
Trigger Sensitivity control 
fully clockwise. 

Type 3T4 or Type 3T77A: 
Set Time/Div switch to 
.5 /xs and free run the 
sweep with the Trigger 
Level control fully clock- 
wise. 



DC to at least 50 MHz 

10 Megohms, 7 picofarads 

Clipped to Type S-2 chassis 

External via 1 X probe to 
Sampling Unit CH A Memory Gate 
transformer primary Test Point. 

Volt-Ohmmeter 20,000 S2/volt 

Connected on a 3-foot exten- 
der cable. Case removed for 
access to circuits. 

Termination or Coaxial cable 
connected. No signal. 

Centered 

Midrange. Zero volts at offset 
Out jack. 



50/1 

INPUT 




STROBE BOARD SAMPLER 

BOARD 



'L<o& 

BLOCK DIAGRAM 



S-2. SAMP1_IN<3> HElAD 



A 




lOrt-fe/CM 





FIG. 1 EXPLODED 



OPTIONAL ACCESSORIES (NOT SHOWN) 



Fig. & 
Index 
No. 



Q 

Tektronix Serial/Model No. f 

Part No. Eff Disc y 12345 



Description 



012-0124-00 1 CABLE, extender, 3 feet 

012-0125-00 1 CABLE, extender, 6 feet 



FIG. 2 STANDARD ACCESSORIES 



+ 




a 



Fig. & 

Index Tektronix 
No. Part No. 



Q 

Serial/Model No. t 

Eff Disc y 



Description 



2-1 017-0078-00 

-2 017-0502-00 

070-0763-00 



1 ATTENUATOR, 1 OX 50 a 

1 CABLE, 5 ns delay, w/GR connectors 

2 MANUAL, instruction (not shown) 



+ 



TYPE S-2 SAMPLING HEAD 



